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The quantum nature of light associates the process of optical reflection
with the transfer of photon momentum. As the number of photons in a
coherent and even in the vacuum state is subject to quantum fluctua-
tions, this opto-mechanical interaction imposes a fundamental limit in
high-precision laser interferometric setups such as gravitational wave
detectors. In order to develop and test experimental strategies to
minimise the disturbing back-action in these detectors, smaller, less
complex experiments with perceivable measurement back-action ef-
fects are appropriate. Devoted opto-mechanical experiments are typ-
ically carried out in linear optical cavities.
This thesis presents a novel approach to enable opto-mechanical inter-
action, using a signal-recycled Michelson-Sagnac laser interferometer.
In this topology, the interferometer acts as a compound mirror in an
effective cavity. Its reflectivity and therefore, the effective cavity fi-
nesse is modified by the displacement of a micro- mechanical oscillator
inside the interferometer, giving rise to a dissipative coupling.
In the framework of this thesis, a Michelson-Sagnac interferometer was
realised and characterised within a high-vacuum system. A shot noise
limited displacement sensitivity of 1.9 · 10−16 m/
√
Hz was achieved for
frequencies above 60 kHz. Subsequently, the interferometer was ex-
tended by a high-reflective mirror in the interferometer output. The
resulting topology is described analytically and was investigated in the
experiment. It features a complex optical spring with non-canonical
properties such as the existence of a conditional instability, which
could be observed in the experiments. Moreover, parametric heat-
ing and optical damping of the oscillator were observed, reducing the
oscillator’s effective quality factor by more than two orders of magni-
tude.
In second experiment, a Michelson-Sagnac interferometer was oper-
ated at cryogenic temperatures as low as 8 K. In this way, the oscil-
lator thermal noise around the mechanical resonance frequency was
reduced significantly and the interferometer displacement sensitivity
could thus be enhanced.
The results presented in this thesis demonstrate the potential of the
Michelson-Sagnac topology and render it a unique addition to the
toolbox of opto-mechanical experiments.




Der Teilchencharakter des Lichts assoziiert den Prozess optischer Re-
flektion mit einem Impulsübertrag des Photons. Die Anzahl der Pho-
tonen in einem kohärenten Zustand unterliegt Quantenfluktuationen,
was zu einer fundamentalen Empfindlichkeitsgrenze in hochpräzisen
Laserinterferometern wie Gravitationswellendetektoren führt. Zur Ent-
wicklung und zum Test experimenteller Strategien, um den störend-
en Einfluss der Rückwirkung der Messung zu verringern sind weniger
komplexe Experimente erforderlich, in welchen die Messrückwirkung
ebenfalls beobachtbar ist. Solche, opto-mechanischen Experimente
werden typischerweise mit linearen Resonantoren realisiert.
Diese Arbeit präsentiert einen neuen Ansatz zur Erzeugung opto-
mechanischer Wechselwirkungen - innerhalb eines signalüberhöhten
Michelson-Sagnac Interferometers. Dieses übernimmt die Funktion
eines Quasi-spiegels innerhalb eines effektiven Resonators. Dessen Fi-
nesse wird durch die Auslenkung eines mikro-mechanischen Oszillators
innerhalb des Interferometers modifiziert, was zu einer dissipativen
Kopplung führt.
In dieser Arbeit wurde ein Michelson-Sagnac Interferometer realisiert
und innerhalb eines Hochvakuum-Systems charakterisiert. Eine Schrot-
rausch-begrenzte Positionsempfindlichkeit von 1.9 · 10−16 m/
√
Hz kon-
nte für Frequenzen oberhalb von 60 kHz erreicht werden. Ein hoch
reflektierender Spiegel wurde im Ausgang des Interferometers instal-
liert und die entstandene Topologie analytisch sowie experimentell
untersucht. Die resultierende optische Feder besitzt nicht-kanonische
Eigenschaften, wie die Existenz einer bedingten Instabilität, die im
Experiment beobachtet wurde. Neben parametrischem Heizen war es
möglich, die mechanische Güte des Oszillators durch optische Dämpf-
ung um mehr als zwei Größenordnungen zu reduzieren.
In einem zweiten Experiment wurde ein Michelson-Sagnac Interfero-
meter innerhalb eines kryogenen Systems bei einer Temperatur von
8 K betrieben. So konnte das thermisch getriebene Positionsrauschen
um die mechanische Resonanzfrequenz des Oszillators erheblich ver-
ringert und die Positionsgenauigkeit der Messung gesteigert werden.
Die Ergebnisse dieser Arbeit demonstrieren das Potential der Michel-
son-Sagnac Topologie, welche die Konzepte bisheriger opto-mechan-
ischer Experimente in einzigartiger Weise erweitert.
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In his Nobel prize rewarded work, Albert Einstein explained the photo
electric effect by assuming that the physical phenomenon ’light’ is
quantised [1]. A quantum of light is called a photon. The energy
of a single photon is Eph =  hω, with  h being the reduced Planck’s
constant [2] and ω being the optical frequency. Photons travel at the
speed of light c, and carry a certain momentum p =  hk, with the
wave vector k = ω/c. Any reflection of a photon causes a force on
the reflecting object due to the conservation of momentum. Hence,
a beam of photons with an average power P will result in an average
force F = 2P/c in the case of retro-reflection. It is due to the large
speed of light that this force is weak. An optical power of 1 W results
in a radiation force of 6 nN. Yet, it was observed more than a century
ago [3, 4]. Opto-mechanical interaction becomes relevant in case of
high optical powers or small mechanical masses.
High optical powers became available with Einstein’s later work about
the stimulated emission of radiation [5]. It led to the development of
the first optical laser by Theodore Maiman in 1960 [6], after it was
proposed by Charles Townes and Arthur Shawlow in 1958 [7]. Maiman
described the laser as ’A solution seeking for a problem’. Due to rapid
technological development, modern lasers are highly monochromatic,
frequency stable and provide high optical powers. For these reasons,
lasers make an excellent tool in high-precision experiments, such as
the continuous measurement of test mass position. The light reflected
from the test mass exhibits a position dependent phase shift, which
can be accessed by interfering the reflected beam with a reference





































Figure 1.1: Left: schematic of a second generation GW detector. The laser power
is enhanced by a power-recycling mirror and resonant arm cavities. The signals
are detected after resonant amplification by a signal-recycling cavity. Right: anti-
cipated strain sensitivity of the Advanced LIGO detector (Tuned signal recycling,
no squeezing injection) simulated with GWINC [18]. Quantum noise dominates
for high and low frequencies. Brownian thermal noise of the mirrors is dominant
around 80 Hz.
Gravitational wave detection
A prominent examples for interferometric measurement for differential
arm length changes are large scale Michelson-type gravitational wave
(GW) detectors [8–10], such as LIGO [11, 12], GEO600 [13], Virgo
[14] and TAMA300 [15]. Their sensitivity reaches the astonishing level
of 10−19 m/
√
Hz around a frequency of 1 kHz. Vacuum fluctuations
of the phase and amplitude of the electro-magnetic field entail two
quantum noise contributions in the detectors described above. Phase
fluctuations manifest in form of quantum read out noise, the so-called
shot noise. It can be reduced by increasing the optical input power.
However, amplitude fluctuations are thereby enhanced and induce a
stronger, fluctuating back-action force on the suspended (free-falling)
mirror test masses. It was first recognised by Caves [16] that this
back-action actually results in a standard-quantum limit (SQL) for
the measurement precision [17]. If amplitude and phase fluctuations
are assumed uncorrelated, there exists an optimum optical power for
every observation frequency, minimising the uncorrelated sum of both,
quantum read out and back-action noise. In this case, the experiment









Currently, most detectors are being upgraded from first to second gen-
eration. For Advanced LIGO [19], this upgrade is expected to provide
a significant reduction in classical noise. The anticipated strain sensi-
tivity is depicted in Fig. 1.1. For high frequencies, the sensitivity will
be limited by optical shot noise. Thermal noise is expected to dom-
inate between 40− 80 Hz, while radiation pressure noise is limiting
the achievable sensitivity at frequencies from 40− 10 Hz. For lower
frequencies, seismic noise is limiting the sensitivity. There are several
ideas and proposed concepts of how to beat the SQL. They include
the injection of a squeezed vacuum state with a frequency dependent
squeezing angle [17, 20–23], variational read out [24] or combinations
of both methods [25].
However, GW detectors themselves are not best-suited for testing
those concepts for the two following reasons. First, their purpose
is a continuous operation with little scalability in their experimental
parameters and second, they are designed to operate with a mini-
mal amount of quantum noise. Therefore, smaller and less complex
interferometric setups with a high susceptibility to (quantum) back-
action noise are eligible. Typically, the approach in these experiment
is to reduce the mirror mass drastically and enhance the laser power
within optical resonators. This renders such experiments a subset of
the quickly growing field of opto-mechanics.
Opto-mechanics
The interaction of light and mechanical objects, e.g. the modification
of the center-of-mass motion of a mechanical object by radiation forces
is subject to the fundamental field of opto-mechanics. It was pioneered
in 1967 by Braginsky [26, 27], who observed damping of an excited
oscillator due to microwave radiation. A few years later, Dorsel [28]
was able to observe opto-mechanical interaction in the optical regime.
The field received increasing scientific attention with the emerging
availability of high-quality, micro-mechanical devices with low optical
losses, allowing for strong opto-mechanical coupling by incorporation
into high-quality optical setups.
Today, a variety of oscillators is well-established in numerous opto-
mechanical experiments, including monolithically suspended, kilogram-
scale mirrors (as in GW detectors), gram-scale mirrors [29], micro-
mirrors on cantilevers [30, 31] or nanobeams [32, 33], microtoroids
[34, 35], thin membranes [36, 37] or opto-mechanical crystals [38].
3
1 Introduction
Their mass, mechanical quality factors and resonance frequencies span
over several orders of magnitude. For recent reviews about opto-
mechanical setups, the reader is kindly referred to [39–43].
The typical opto-mechanical setup consists of a single-ended Fabry-
Perot cavity with one end-mirror (the oscillator) exhibiting one har-
monic degree of freedom. In this case, the intra-cavity field and hence,
the optical force acting on the oscillator depends on the cavity length,
e.g. the oscillator position. This coupling gives rise to an optical
spring [44], modifying the oscillator spring constant. Due to the finite
cavity decay rate, its response to length variations is not instanta-
neous, causing optical (anti-) damping of the oscillator motion. This
damping is associated with a reduction of the oscillator thermal mo-
tion, which has first been observed in the microwave [45] and later
in the optical domain [46]. The ’good cavity’ limit describes the sit-
uation in which the optical linewidth γ fulfils γ < 2ωm, where ωm
is the mechanical resonance frequency of the oscillator. In this sit-
uation, the cavity operates in the resolved side band regime. If the
optical power is high enough, it can be shown [40, 41, 47, 48] that the
minimal achievable mean phonon occupation number of the oscillator







where κcav is the optical ring-down rate of the cavity and ωm is the
mechanical resonance frequency of the oscillator. Thus, a high finesse
(low decay rate) and a high mechanical resonance frequency will result
in a small occupation number. Recently, several experiments achieved
a mean occupation number n < 1, and thus prepared the oscillator
in the mechanical ground state [49, 50]. The mechanical ground state
has also been achieved by pure cryogenic cooling of a 6 GHz oscillator,
as demonstrated in [51].
The achievement of the mechanical ground state with micro-mechanical
oscillators is an important milestone for quantum-mechanical exper-
iments. It provides the basis for fundamental research in follow-up
experiments, allowing to investigate decoherence effects in massive
objects or to produce superposition of mechanical states. Other ap-
plications are expected in quantum information processing in photonic
circuits [40] such as switching or storage.









quencies. With reasonable cavity lengths and finesse values, achieving
the resolved side band regime becomes more and more difficult with
a lower mechanical resonance frequency of the oscillator in use.
This thesis presents the realisation of a signal-recycled Michelson-
Sagnac interferometer. The topology can be regarded as an effective
cavity that consists of the recycling mirror and a compound mirror
established by the interferometer. The reflectivity of the interferom-
eter depends on the microscopic position of a translucent oscillator
within the interferometer. Unlike Fabry-Perot type opto-mechanical
setups, the interaction in this topology can exhibit a purely dissipa-
tive character [52], e.g. the oscillator motion couples to the effective
cavity linewidth rather than to the cavity resonance frequency. This
holds the potential for strong optical cooling (close to ground-state)
in the unresolved side band regime [53].
Structure of the thesis
The thesis is structured as follows.
Chapter 2 holds basic terms of (quantum) interferometric measure-
ments such as the spectral density and the concept of a quantised
electro-magnetic wave. This chapter briefly addresses two possible
optical read out schemes, which were used throughout this thesis: A
direct detection with a single photo detector and the balanced homo-
dyne detection.
An analytical description of a damped harmonic oscillator is given
in Chapter 3. The chapter also presents silicon nitride membranes,
which were used as high quality micro-mechanical oscillators through-
out this thesis.
Chapter 4 focusses on the Michelson-Sagnac interferometer, which
allows to incorporate the translucent oscillator as a common end-
mirror in a two-path optical interferometer. The experimental setup
is described, and relevant sources of noise are discussed. The chapter
closes with a presentation of the experiment and the achieved inter-
ferometer displacement sensitivity.
The extension of this interferometer by an additional, high-reflective
mirror in the interferometer output port is addressed in Chapter 5.
This mirror gives rise to an effective cavity setup, which can be used
to enhance the interferometer displacement sensitivity and to enable
strong opto-mechanical interaction. The opto-mechanical interaction
5
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results in a anomalous, complex optical spring, which is described
and observed in the experiment. In gravitational wave detectors, this
mirror in the interferometer output port is used to resonantly enhance
interferometric signals, and is therefore referred to as signal-recycling
mirror [54–56].
Chapter 6 presents the first application of cryogenic cooling to a full
Michelson-Sagnac interferometer. A description of the experiment is
given, including the cryogenic system and its principle of operation.
An interferometer prototype for operation at cryogenic temperatures
is presented. The chapter closes with the report of a successful op-
eration of a Michelson-Sagnac interferometer at temperatures below
10 K.











Basic concepts of quantum
interferometry
2.1 Spectral density
A time dependent quantity x can either be analysed in the time do-
main x(t) or, alternatively in the frequency domain x(ω). The cor-






The Fourier transform of a function only exists for square-integrable
functions. For example, f(t) = sin(ωt) is not square-integrable. For
practical reasons, one therefore defines the Fourier transform for finite








xT (ω) = x(ω) (2.3)
is fulfilled. In an optical experiment, x(t) might be the output volt-
age of a photo detector. In case of measuring a random process, x(t)
cannot even be written as an analytic function of t. Instead, only prob-
abilities pi for a certain measurement outcome xi can be given when
measuring on an ensemble of possible states i. It is then convenient
to consider the expectation value of a large number of measurements
7





Sxy(t1, t2) = 〈x(t1)y(t2)〉 (2.5)
is a measure of how the measurement of y at time t2 relates to the
measurement x at time t1. The correlation-function of a quantity with
itself at a different time t + τ is referred to as the auto-correlation
function and is written as
Sx(t, τ) = 〈x(t)x(t+ τ)〉 . (2.6)
It expresses how much the measurement outcome x at time t is linked
to measuring x again at some point τ later in time. It thus depicts






〈x(t)x(t+ τ)〉e−iωtdt , (2.7)
is referred to as the spectral density. Equation 2.7 is symmetric in
ω, |Gx(ω)|
2 = |Gx(−ω)|
2, such that the consideration can be re-
stricted to positive frequencies (one-sided spectral density). In this
case, an additional factor of 2 is required to maintain equality. Back-
























which is known as the Wiener-Khintchine theorem [58, 59].
Optical shot noise
The typical example for noise in optical experiments is photon shot
noise. If a photodetector is measuring the number of arriving pho-
tons (which are assumed to have a mean flux I), the arrival of each









2.2 Quantisation of light fields





δ(t− tk), I = n . (2.10)
The Fourier transform of its auto-correlation function yields the one-
sided spectral density [60] (compare Sec. 2.2)
|GI(ω)|
2 = 2n . (2.11)
The optical shot noise is frequency independent and the power spec-
tral density is proportional to the number of photons. To get to the
spectral density of power fluctuations, the power charge  hω of each
photon has to be considered in Eq. (2.11), giving
|GP(ω)|




Often, it is more convenient to consider the linear spectral density,
given by
√





2.2 Quantisation of light fields
An electro-magnetic field is classically described as a solution of Maxwell’s
Equations [61]. The one dimensional solutions in abscence of charge















q̇(t) cos(kz) . (2.15)
Here, V is the effective quantisation volume, k = ω/c is the wave
vector satisfying given boundary conditions. ǫ0 is the vacuum per-
mittivity and µ0 the vacuum permeability, which are connected to the
speed of light c = 1/
√
µ0ǫ0. q̇(t) = p(t) is the canonical momentum
and q(t) the position. The quantisation is performed by considering
the classical Hamilton function and replacing the classical quantities
q(t) and p(t) by the canonical position and momentum operators P
9
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(P2 +ω2Q2) . (2.16)
The position and momentum operator fulfil the commutation relation
[Q,P] = QP − PQ = i h . (2.17)
Using the so-called raising and lowering operators A and A†, and
setting E0 = ( hω/ǫ0V)
1/2, the electric field (now as an operator)
writes [62]
Ex(z, t) = E0(A+A
†) sin(kz) . (2.18)









(ωQ− iP) . (2.20)
These operators also lead to an elegant expression for the Hamilton
operator H







The eigenstates of the Hamilton operators are thus eigenstates of
the so-called number operator N = A†A. They are referred to as
Fock states and labeled |n〉. A Fock state contains an exactly defined
number of photons n of energy  hω.
N |n〉 = n |n〉 . (2.22)
The effect of A† and A on a Fock state are given by
A |n〉 =
√
n |n− 1〉 , A† |n〉 =
√
n+ 1 |n+ 1〉 . (2.23)














2.2 Quantisation of light fields
A prominent example of a Fock state is the vacuum state. It contains
no photons and therefore is just written as |0〉. Any Fock state |n〉








Fock states are a complete basis every optical state can be developed
in. It is then expressed as a weighted sum of Fock states. This is
especially true for the eigenstates |ϕ〉 of the lowering operator A with
A |ϕ〉 = ϕ |ϕ〉. These states are referred to as coherent states. They
are a good approximation for a sinusoidal electro-magnetic wave [63]
and thus a valid representation of a laser output field. The eigenvalues
ϕ are complex in general, and ϕ∗ denotes the complex conjugate of









, called the displacement operator [62],












A coherent state |ϕ〉 thus exhibits an expectation value n given by
n = 〈N〉 = 〈ϕ|N |ϕ〉 = |ϕ|2 . (2.28)
The mean number of detected photons it thus given by the coherent
excitation |ϕ|2. The variance is defined and given by
∆2N := 〈N2〉− 〈N〉2 = n . (2.29)
In contrast to a Fock state, the number of photons in a coherent
state is therefore not exactly defined. The probability of detecting n
photons in a coherent state |ϕ〉 is then given by a Poisson distribution




which, for large n is a Gaussian distribution
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Two other operators can be defined using the raising and lowering
operators. These are the so-called amplitude quadrature operator X1










These operators obey the commutator relation [X1, X2] = 2i. Their
expectation values for a coherent state |ϕ〉 are given by
〈X1〉 = (ϕ+ϕ∗) = 2ℜ[ϕ] , 〈X2〉 = 2ℑ[ϕ] . (2.33)
For any coherent state |ϕ〉, the variances are
∆2X1 = ∆
2X2 = 1 . (2.34)
Coherent states exhibit a minimal uncertainty product [64]. Since
the vacuum state is a coherent state, a measurement on the vacuum
state will exhibit noise, as its variance is non-vanishing. Note that
the amplitude and phase quadrature operators also allow to define
arbitrary readout quadratures Xθ, [65]
Xθ = X1 cos(θ) + X2 sin(θ) = A
†eiθ +Ae−iθ . (2.35)
Operator linearisation
In the case of large coherent amplitudes ϕ that outweigh the fluctua-
tions, the raising and lowering operators write [66, 67]
A = ϕ+ δA , A† = ϕ∗ + δA† . (2.36)
The expectation values for the (time-depending) fluctuating terms
are 〈δA〉 = 〈δA†〉 = 0. This allows to rewrite the number operator.
Assuming ϕ is real, it is given by
N = A†A = (ϕ∗ + δA†)(ϕ+ δA)
= |ϕ|2 +ϕ∗δA+ϕδA† + δA†δA
≈ |ϕ|2 +ϕδX1 , (2.37)
where in the last step the higher order terms δA†δA were neglected









2.3 Performing measurements on light fields
2.3 Performing measurements on light fields
Measurements on light fields are typically performed with reverse bi-
ased semi-conductor photo diodes. Within the diode, electrons can
be excited within the depleted zone of a p-n or PIN junction by ab-
sorption of photons. For a sufficient photon energy, free electrons are
created and result in an electric current. The intensity of this current
is proportional to the number of arriving photons.
Within this thesis, two methods were used to perform measurements
on an interferometer output optical mode, and shall be presented here
briefly.
2.3.1 Direct detection
The simplest measurement on a laser beam is a direct detection with a
single photodiode. Equation (2.37) implies that such a measurement
can only provide access to the fluctuations in the amplitude quadra-
ture, as the photocurrent of a single photo diode is proportional to the
number of arriving photons. For a coherent laser beam, the detected
photo current can be written as
iPD ∝ N = |ϕ|2 +ϕδX1 , (2.38)
if higher order terms are neglected, e.g. when the Number operator is
linearised. The detected photo current consists of a constant term and
time-dependent, fluctuating term δX1, which is scaled by the coherent
excitation ϕ (which is assumed real). Each term can be accessed by
electronic high- or low pass filtering. This method is also referred to
as self-homodyne detection.
2.3.2 Balanced homodyne detection
Balanced homodyne detection [68] allows to detect arbitrary quadra-
tures of the optical field. In this scheme, a signal beam is interfered
with another light beam of the same optical wavelength (local oscilla-
tor) on a balanced beam splitter. The relative phase θ between both
light fields can typically be adjusted by a phase shifting device, such
as an electro-optic modulator or a piezo actuated mirror. Here, it will
be referred to as θ. Both ports of the beam splitter are read out with
a photo detector. The individual photo currents yield
13
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Figure 2.1: Balanced homodyne de-
tection scheme. The signal beam
is overlapped on a balanced beam
splitter with a stronger second light
field of the same wavelength, the so-
called local oscillator. The relative

















(−A† + S†)(−A+ S) . (2.40)
The sum and differences of the individual photo currents are given by
i± ∝ C†C±D†D. They can be expressed according to [65] as
i+ ∝ λ20 + σ20 + λ0δX1,A + σ0δX1,S , (2.41)
i− ∝ 2λ0σ0 cos(θ) + λ0δXθ,S + σ0δX−θ,A . (2.42)
Under the assumption that σ0 = 0 , which is fulfilled for the case of a
vacuum state, the above expressions simplify to
i+ ∝ λ20 + λ0δX1,A , (2.43)
i− ∝ 2λ0σ0 cos(θ) + λ0δXθ,S . (2.44)
When σ0 6= 0, e.g. when the signal beam is ’just’ weak instead of vac-
uum, then this approximation does not necessarily hold: The coherent
amplitude σ0 of the signal beam enhances the fluctuations of the local
oscillator. Especially for low frequencies, these (classical) fluctuations












This chapter provides a brief mathematical description of a harmonic
oscillator, introducing the oscillator mechanical transfer function, the
quality factor, and the thermal noise of a damped harmonic oscillator.
Next, the silicon nitride membrane is described, which is the oscillator
investigated throughout this thesis. The chapter ends with a short
description of the membrane’s optical and mechanical properties.
3.1 The oscillator transfer function
Starting with Newton’s law for a system with a position dependent
restoring force Fspring = −kx(t) of spring constant k and some arbi-
trary damping force Farb.(x(t), ẋ(t)), the equation of motion x(t) can





+ Farb.(x(t), ẋ(t)) + k
]
x(t) = Fext(t) . (3.1)
The approach is similar to the one given in [57]. It is convenient











Multiplication of both sides of Eq. (3.1) with e−iωt and integration
over all times t yields
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Here, the resonance frequency ω20 = k/m is introduced. For physical
functions x(t = ±∞) = 0, the Fourier transform of the time derivative







































the algebraic Eq. (3.6) can be rearranged, such that if































= G(ω)Fext(ω) , (3.10)
where G(ω) represents the complex oscillator transfer function. The
modulus of this function gives the real displacement, whereas the
phase difference φ(ω) between excitation and reaction is given by
the imaginary part









3.1 The oscillator transfer function
Damping mechanisms
An ideal harmonic oscillator can be described by
Farb.(x(t), ẋ(t)) = 0 . (3.12)
In this case, karb. = 0, and the oscillator transfer function is singular
at ω0.
Viscous damping
Typically, a velocity dependent damping is assumed. It basically arises
from the idea that the oscillator motion is damped by residual gas [69]
in which the oscillator performs motion. In this case, the damping
force can be written as
Farb.(t) = −γẋ(t) . (3.13)
Inserting Eq. (3.13) into Eq. (3.7) yields karb.(ω) = γω.
Structural damping
Another damping mechanism is subject to internal loss of the oscillator
itself. It can be modeled by assuming a repulsive internal force
Fint. = −k(1+ iφ(ω))x(ω) . (3.14)
Comparison with Eq. (3.6) yields karb.(ω) = kφ(ω). The form of
φ(ω) is commonly assumed to be constant over a large band of fre-
quencies, although this approximation can not be fulfilled for arbi-
trarily low frequencies. For linear systems, the damping forces Farb.,






3 The mechanical oscillator
3.2 Mechanical quality factor
An important quantity for a harmonic oscillator is the mechanical





In this definition it determines the time it needs for the oscillator’s
energy to drop to a fraction of 1/e of any initial value E0, which is
given by t = Q/ω0. For viscous and structural damping the quality








In the case of viscous or structural damping, the oscillator transfer

































It is remarkable that in case Q ≫ 1 (which is always fulfilled in the
experiment), Gvis.(ω) ≈ Gstruc.(ω) and therefore will only be referred
to as G(ω) in the following. For multiple damping mechanisms acting

















where ∆ω is the full width at half maximum (FWHM) of the oscillator
transfer function. This also gives an intuitive meaning to the quality
factor as can be seen in Fig. 3.1. Here, the quality factor is 20, which






































   
   































Figure 3.1: Oscillator transfer function for a mass of m = 100 ng, resonance fre-
quency ω0 = 10 kHz and a spring constant karb. = 5.0 · 10
−4 = const. The resulting
quality factor Q is 20. For high frequencies, |G(ω)| ∝ 1/(mω2), which corresponds
to the transfer function of a free mass.
3.3 Thermal noise
Due to the finite temperature of the oscillator, the Brownian motion of
atoms imposes a sensitivity limit for the displacement measurement.
The motion caused by thermal excitation can be calculated with the
Fluctuation-Dissipation theorem [70].
Fluctuation-Dissipation theorem
The Fluctuation-Dissipation Theorem (FDT) was formulated by Nyquist
in 1928 [71] and was proven by Callen [72, 73]. It states that the spec-
tral densities of a dissipative system in thermal equilibrium with its






Here, kB is the Boltzmann constant, and T is the temperature. It can
be shown that Im[G(ω)] = −karb.|G(ω)|
2. In case of viscous damping
karb. = γω. Inserting this result into Eq. (3.22) and comparison with
Eq. (3.10) yields the force spectral density
|GFthermal(ω)|
2 = 4kBTγ . (3.23)
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Figure 3.2: Comparison of viscous and structural damping mechanism and the cor-
responding displacement spectral density in m/
√
Hz for m = 100 ng, ω0/(2π) =
10 kHz, T = 300 K and Q = 106.
The FDT theorem allows to calculate the thermal noise displacement












The displacement spectral density in the case of structural and vis-
cous damping is depicted in Fig. 3.2. Surprisingly, the choice of a
constant (frequency independent) loss angle φ results in a more com-
plex shaped thermal noise spectral density (additionally scaled with









3.4 Silicon Nitride membrane
3.4 Silicon Nitride membrane
Throughout this thesis, a commerically available silicon nitride mem-
brane, manufactured by Norcada [75], was used as a mechanical oscil-
lator. Repulsive forces perpendicular to the membrane plane render







Figure 3.3: Photograph of
a 1.5 × 1.5 mm2 Norcada
membrane [76]. The frame
size is 1 cm2.
The mechanical eigenmodes of such a mem-
brane exhibit an extraordinarily high me-
chanical quality factor of about 106 at room
temperature which can even increase to
107 at cryogenic temperatures of 300 mK
[77]. The resonance frequencies fres de-
pend on the membrane’s chemical compo-
sition (the ratio between silicon and nitro-
gen SixNy) [78, 79], thickness and size, but
are found usually in a frequency range from
10 kHz−1 MHz. Silicon nitride membranes
have been used in linear, Fabry-Perot inter-
ferometers before [36, 37, 80], their first implementation in a Sagnac
interferometer was reported in [76, 81].
3.4.1 Optical properties
Typically, the thickness of the membrane is several tens of nm up
to 1 µm. Their power reflectivity for a given laser wavelength λ can
be calculated considering the index of refraction of silicon nitride (at
the particular wavelength) and the interference in the sub-wavelength
thin membrane.
The relevant case is the amplitude reflectivity under normal incidence.
Using Fresnel formulas, the amplitude reflectivity for the transition
from medium one (vacuum n = 1) to a medium of higher index of re-








at each surface. The power reflectivity of the membrane is depicted in
Fig. 3.4 for typical wavelengths used at the AEI. The corresponding
formula is derived in Chapter 5 as Eq. (5.5). Here, the index of refrac-
tion of silicon nitride is assumed to be nSiN = 2.22, as was determined
in [81] and nSiN = 2.2, as reported in [77]. The result is depicted in
Fig. 3.4 for typical wavelengths used at the AEI. The maximum power
21





























Figure 3.4: SiN membrane power reflectivity for different optical wavelengths. The
power reflectivity is a periodic function of membrane thickness and can be de-
termined according to Eq. (5.5). The membrane thickness can be determined
by measuring its power reflectivity under normal incidence at a particular laser
wavelength for a given index of refraction.
reflectivity is around 43%, and is reached for a membrane thickness
d that corresponds to an anti-resonance of the light field within the
membrane. In turn, for a given thickness, the power reflectivity r2m
depends on the laser wavelength.
3.4.2 Modes of motion and effective mass
A SiN membrane is able to perform different deflection movements.
Being fixed to the massive rectangular silicon frame which we assume
to be in the xy- plane, possible eigenmotions u(x, y, t) can be calcu-
lated [76, 82] by solving the Helmholtz equation





y)u(x, y, t) . (3.27)
Here, T is the intrinsic tension of the membrane, Lx and Ly are the
membrane geometrical dimensions and µ is the mass per area, which is
found by the density ρ and the membrane thickness d. The boundary
condition u(x, 0, t) = u(0, y, t) = 0 ∀ t, results in a set of solutions































































Figure 3.5: Graphical illustration of the membrane fundamental oscillation mode
m = n = 1 (upper picture) and m = n = 2 (lower picture). The membrane size
in this case is 1 × 1 mm2. In case of the (2,2) mechanical mode the centre of the
membrane is not moving.
Thus, only a certain region of the membrane actually moves. The




where ω20 = k/(meff), is fulfilled for the correct effective mass meff.
For the fundamental oscillation mode (m = n = 1)meff can be derived
to be meff = m/4 with m being the membrane physical mass [76, 81].
For the experimental membrane parameters, meff is about 100 ng for
the fundamental oscillation mode.
23




























Figure 3.6: A typical interferometer output power spectrum. Various sharp reso-
nances correspond to the thermally excited membrane oscillation modes. The fun-
damental oscillation mode is found at f11 = 133 kHz. Other resonances agree with
the calculated frequencies, calculated by Eq. (3.30) and plotted as black crosses.
3.4.3 Resonance frequencies
Figure 3.6 shows a typical output power spectrum in transmission of
the interferometer. It contains several sharp peaks at the membrane
resonance frequencies. For each membrane mode m,n, the resonance













The calculated frequencies for modes m,n 6 5 for the membrane
under investigation are depicted as black crosses in Fig. 3.6, and
agree nicely with the experimental results.
The height of the peaks originates from their effective mass, which
is lowest for the fundamental mode, and the readout position on the
membrane. Fig. 3.5 depicts the fundamental mode (1, 1) for a square
membrane. In case of the (2, 2) mode, no signal would be expected for
case where the beam is perfectly centred on the membrane. However,
the corresponding peak is non-vanishing in the spectrum, which is due









3.4 Silicon Nitride membrane
3.4.4 Membrane mechanical quality factor
The mechanical quality factor of the fundamental mode of the mem-
brane has been determined by ring-down measurements in a high-
vacuum environment. Therefore, the membrane was excited by a
piezo ceramic transducer with its resonance frequency. The decay
of the oscillation amplitude is then observed after a sudden stop of
the excitation.
The mechanical quality factor is defined in Eq. (3.17). Assuming
viscous damping Farb = γẋ(t) and no exciting force Fext = 0, Eq.























x(t) = 0 . (3.32)
The solution for low energy dissipation (high mechanical quality factor
Qvis) is then given by
x(t) = x0e






≈ ω20 . (3.33)
Thus, from observing the exponential decay of the envelope of the












= −ω0∆t/(Qvis) . (3.34)
A typical measurement outcome is depicted in Fig. 3.7. From the time
constant τ of this decay, the quality factor Q could be derived by a
fitting an appropriate exponential decay. In this case, a mechanical
quality factor of Q = 0.58 · 106 for the fundamental oscillation mode
was inferred and is confirmed by repeating the measurement multiple
times.
A comparison of the two silicon nitride membranes used in the exper-
iments presented in this thesis is given in table 3.1.
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Figure 3.7: Ring-down measurement of the membrane mechanical quality factor
for the fundamental mode of a SiN membrane at 133 kHz. Both, maxima and
minima are plotted as function of time, and an exponential fit was made in order
to derive the membrane’s mechanical quality factor.
Table 3.1: Relevant SiN membrane parameters for the membrane used in the
1064 nm and 1550 nm cryogenic experiment
1064 nm 1550 nm
Resonance frequency (300 K) fres 133 kHz 155 kHz
Resonance frequency (8 K) fres - 141.82 kHz
Mechanical quality factor (300 K) Q 0.58 · 106 0.52 · 106
Mechanical quality factor (8 K) Q - 6.8 · 106
Effective mass meff 80 ng 130 ng
Size Lx 1.5 mm 1.5 mm
Thickness d 45 nm 75 nm












In this section, the Michelson-Sagnac interferometer is presented. The
section provides information about the relevant quantum and classical
noise contributions within the topology. Next, the experimental reali-
sation of a Michelson-Sagnac interferometer is described. The section
closes with a presentation of the achieved interferometric sensitivity.
4.1 Interferometer topology
In this section, the Michelson-Sagnac interferometer topology [81, 83–
86] is discussed. The basis is a Sagnac interferometer, formed by
a beam splitter and two steering mirrors. The output power of the
Sagnac interferometer depends on the beam splitter ratio and vanishes
for a balanced beam splitter. The Michelson-Sagnac interferometer is
established by placing a translucent mirror between the two steering
mirrors. In the thesis present, this mirror was a SiN membrane, which
was discussed in the previous chapter. It exhibits an amplitude re-
flectivity rm and amplitude transmissivity tm. The light reflected by
the two sides of the membrane gives rise to two Michelson like optical
mode. This mode is sensitive to membrane displacements, as the light
accumulates a phase shift proportional to a membrane displacement.
After circulation through the interferometer, all beams are overlapped
on the beam splitter. A schematic of the interferometer is shown in
Fig. 4.1.
When recombining, all field amplitudes add up with their respective
phases, and the detected output power depends on the membrane
position. The light field incident on the beam splitter with given
amplitude reflection and transmission coefficients rij and tij is ain.
27
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Figure 4.1: Michelson-Sagnac inter-
ferometer topology. The incident
beam is split by a beam splitter
and folded by two steering mirrors.
A translucent SiN membrane with
amplitude reflectivity rm and trans-
missivity tm gives rise to a reflected
and transmitted optical mode, indi-











Here, i represents the input port and j the output port of the beam
splitter respectively, i,j ∈ {1, 2, 3, 4} - compare Fig. (4.1), assuming
rij = rji and tij = tji for reciprocity of light ways. To fulfil energy
conservation, a phase flip of a total of π/2 at the beam splitter is
required [87]. There is no constrain on where to introduce the phase





The phase relations for the beam splitter are chosen such that
θ12 = −θ34 , (4.3)
θ13 = −θ24 ± π . (4.4)
A valid choice of phases is θ12 = θ34 = θ24 = 0 and θ13 = π.
Interferometer in transmission
The output port 4 of the beam splitter is the sum of four electric field





























θSA1 = θ12 + θ34 + θtm + k(la + lb) , (4.6)
θSA2 = θ13 + θ24 + θtm + k(la + lb) , (4.7)
θMI1 = θ12 + θ24 + θrm + 2k(la) , (4.8)
θMI2 = θ13 + θ34 + θrm + 2k(lb) . (4.9)
In this case la, lb are the arm lengths of the interferometer (distance
between beam splitter and membrane) and θrm, θtm are phase shifts
for the light when reflected by or transmitted through the membrane.
k = 2π/λ is the wave number, λ is the laser wavelength. Inserting the
phases from Eq. (4.3) and (4.4) into (4.5) and using the identity [88]
eix + eiy = e
i






we end up with the final expression for the interferometer output field.
aifoout
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Eq. (4.11) is the most general expression for the interferometer out-
put field. The first part of the equation still represents the Sagnac-like
interferometer and deserves some explanation. First of all it is inde-
pendent of the membrane position. The phase θSA1 is only dependent
on the sum of the interferometer arm lengths k(la + lb). Also, for
a balanced beam splitter (r2bs = t
2
bs = 0.5) it vanishes. For simplic-
ity, a balanced beam splitter is assumed from now on and only the
second term is investigated. θMI1 + θMI2 is constant (independent of
the membrane position as well), rendering the phase factor irrelevant.
The last factor is a function of the differential phases θMI1 − θMI2
and the respective term is actually sensitive to differential arm length
caused by some membrane motion.
The modulus square of Eq. (4.11) is the normalised interferometer
output power in transmission Ptout, which can be monitored by some

















Transmitted power RBS = 0.5
















Re!ected power RBS = 0.5
Re!ected power RBS = 0.45
Figure 4.2: Normalised interferometer output power for a membrane with r2m = 0.17
for two different beam splitter ratios r2bs = 0.5 and r
2
bs = 0.45, respectively. The
bright-fringe detunings remain the same whereas to achieve a dark output port,



















(1+ cos(4k∆x)) . (4.12)
In this case, a detuning ∆x = π4k · 2n , n ∈ N corresponds to maximal
output power, whereas ∆x = π4k(2n+ 1) produces a dark interferom-
eter output. These very tunings will be referred to as bright-fringe
and dark-fringe condition from now on. Either tuning is also possible
for an unbalanced beam splitter as depicted in Fig (4.2), as long as
the membrane amplitude reflectivity allows for compensation of the
uncancelled Sagnac amplitudes [76].
Interferometer in reflection




















with their individual phases
θrSA1 = θ12 + θ13 + θtm + k(la + lb) , (4.14)
θrSA2 = θ13 + θ12 + θtm + k(la + lb) , (4.15)
θrMI1 = θ12 + θ12 + θrm + 2k(la) , (4.16)
θrMI2 = θ13 + θ13 + θrm + 2k(lb) . (4.17)
Using the identity [88]
eix − eiy = e
i
























(1+ cos(4k∆x)) . (4.19)
Nodes and anti-nodes
The optical field at each point within a Sagnac interferometer (without
a membrane) is a superposition of two counter-propagating waves,
with their individual phases ΘSA1 = kla and ΘSA2 = π+klb, resulting




For a balanced beam splitter, rbs = tbs = 1/
√
2, this sum vanishes if
k(la − lb) = (2n+ 1)π ⇔ ∆x =
π
2k
(2n+ 1), n ∈ N . (4.21)
When compared to Eq. (4.12), one finds that a dark-fringe corre-
sponds to a membrane position in the node of the electric field of
the standing wave within the Sagnac interferometer. Positioning the
membrane in an anti-node ∆x = π4k(2n) of the standing wave also pro-
duces a dark-interferometer output port. The sub-wavelength thick-
ness of the membrane thus allows to position the membrane exactly
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in a node, thereby minimising the optical absorption. In [84], it was
demonstrated that the resulting optical absorption can be minimized
to below 5.4 ppm for a membrane of thickness d = 60 nm at a laser
wavelength of 1064 nm if exploiting a node position.
4.2 Interferometric signals and noise
The interferometer output port can be monitored by a single photo
detector. It generates an electric current proportional to the inci-
dent light power. If the membrane moves (oscillates), a change (os-
cillation) of the output power will be detected. The amplitude of
the detected signal depends on the interferometer tuning, since the
derivative ∂Pout/∂x is depending on the tuning. The maximal signal
is obtained if the interferometer is operated on mid-fringe, whereas no
signal can be detected on dark- and bright fringe.
4.2.1 The shot noise limit
The photons detected in the interferometer output are considered to
be uncorrelated in time. The one-sided, linear spectral density of the








The shot noise is proportional to the square root of the interferometer
output power, whereas an interferometric signal is proportional to the
optical power incident on the interferometer. Both result in a fluc-
tuation of detected output power, rendering both indistinguishable.
Optical shot noise results in an apparent length noise. Division of the












The last equality was achieved by inserting Eq. (4.12) for the interfer-
ometer output power Pout. The minimal value of Eq. (4.23) is achieved
if x = ± π4k . This is the dark-fringe condition, Pout( π4k) = 0. The
single-sided linear spectral density of the relative error caused by shot















For a given laser wavelength λ and a membrane with power reflectiv-
ity r2m, the shot noise imprecision of the position measurement in this
setup can be lowered by increasing the incident laser power Pin only.
Another possibility is the injection of a squeezed vacuum state into the
interferometer output port as has been demonstrated in table-top int-
erferometers [22, 91–93] and large-scale gravitational wave detectors
[94, 95].
4.2.2 Quantum back-action noise
A second source of quantum noise is due to the position measurement
itself as each photon reflection is associated with a force, acting on
the membrane Fph = 2 hk per photon. A mean optical power P corre-
sponds to P/( hω) photons per time unit, such that F = (2/c)P. The
force spectral density then follows out of Eq. (2.13) and corresponds






According to Eq. (3.10), this force causes an oscillator displacement,






This photon back-action shot noise is also referred to as radiation
pressure shot noise. In 1980, Carlton Caves terminated an ongoing
discussion on whether or not quantum shot noise would disturb the
measurement, as it was unclear why a perfectly balanced beam split-
ter would not translate (quantum) laser fluctuations equally in the
two interferometer arms. Caves was able to explain the origin with
vacuum fluctuations, entering the interferometer through the second
beam splitter port [16]. As such, they are anti-correlated in the two
interferometer arms because of the beam splitter phase relations and
hence cause a differential motion of the test mass, or oscillator in the
case of the Michelson-Sagnac interferometer.
The first experimental observation of quantum back-action noise was

















































Thermal noise Q = 10
6
, T = 300 K
Radiation pressure noise
Shot noise
Figure 4.3: Radiation pressure, thermal noise and shot noise for an input power
of Pin = 1 W, and an oscillator with Rm = 0.3, Q = 10
6, T = 300 K and mass
m = 125 ng, with a resonance frequency of fres = 75 kHz, considered for a laser
wavelength λ = 1064 nm.
the light field reflected of the membrane, which has been demonstrated
in [97, 98].
For experimental parameters, Fig. 4.3 depicts the linear spectral den-
sities of thermal and quantum noise, for an interferometric opera-
tion on dark-fringe and a laser input power of Pin = 1 W. As can
be seen, the radiation pressure noise is about 3 orders of magnitude
smaller than the other contributions. For a direct observation, the
shot noise level has to be decreased, by either applying 1 kW of op-
tical input power at the beam splitter (which will only be possible
by a power recycling mirror), or alternatively, the equivalent gain by
signal-recycling. In either case, the thermal noise of the oscillator has
to be reduced drastically, which makes it necessary to operate the
experiment with cryogenic temperatures. The noise contributions are
considered in [86], and depicted in Fig. 4.4
For a temperature T = 1 K, the thermal noise is reduced by a factor
of
√
300, (compare Eq. (3.25)). The mechanical quality factor is as-
sumed to be increased by one order of magnitude at low temperatures,
as it has been observed by [77] previously. In this case, the spectrum
























































Thermal noise Q = 10
7
, T = 1 K
Radiation pressure noise
Shot noise
Figure 4.4: The experimental noise budget with an oscillator of temperature T =
1 K and Rsr = 99.6% power reflectivity signal-recycling mirror. The length of the
recycling cavity is assumed to be 12 cm. In this case, the measurements would be
limited by radiation pressure shot noise.
It is worth mentioning that both, radiation pressure noise and shot
noise originate from the fact that photons are discrete and that they
obey a Poisson statistics. Both, force as well as power spectral den-
sities are frequency independent. The frequency dependence in the
measurement of the displacement arises because of a frequency de-
pendent mechanical response.
4.2.3 Standard quantum limit
Optical shot noise and back-action noise give rise to the standard
quantum limit (SQL) for the interferometric readout precision. In
case of the Michelson-Sagnac interferometer, for each frequency there
exists an optimal laser power Psql. This can be seen by Eq. (4.23)


















The sum in Eq. 4.27 is minimized if ∂/∂PG
2
total(P) = 0, which is the





Equation (4.28) shows that Psql is a function of frequency. The mini-
mal total noise is given by
Gxtot,sql =
√
2 h|G(ω)| . (4.29)







It is a common misassumption [99, 100] that achieving a total noise be-
low this peak value at arbitrary frequencies is of any importance for
a displacement (or force) measurement or would beat the standard
quantum limit. It is rather obvious from equation (4.29) that such a
situation always occurs if the mechanical quality Q is high enough.
The comparison between measurement precision at one frequency, and
the standard-quantum limit at another frequency is invalid. A mea-
surement can only claim to beat the SQL at some frequency if the
observed total noise is smaller than the SQL at this very frequency
[83].
The ’correct’ way to beat the SQL is based on another idea of Caves.
He suggested to replace the vacuum state entering the interferometer
by a squeezed vacuum state of light. [20]. Squeezed states of light ex-
hibit unequal variances in both quadratures, with a variance smaller
than the variance of a vacuum state in one particular quadrature.
Thereby, it is possible to reduce the noise in one quadrature at the
expense of the other, orthogonal quadrature. The ideal squeezing qua-
drature depends on the frequency, as do radiation pressure and optical
shot noise. Kimble proposed optical filter cavities [25], which induce
a frequency dependent phase rotation, to accomplish a frequency de-










4.2 Interferometric signals and noise
Comparison of individual noise contribution
It is useful to compare the individual displacement spectral densities
of both, quantum and thermal displacement noise for a Michelson-
Sagnac interferometer. Here, this comparison is given for two cases.
First, the spectral densities at the mechanical resonance frequency
(ω = ωm), which is assumed as ωm = 2π · 75 kHz yield









































For frequencies f ≪ fm smaller than the mechanical resonance fre-
quency, the thermal noise depends on the damping mechanism (struc-
tural or viscous). The displacement spectral densities are given by


















































As can be seen from the first set of equations, the observation of
radiation pressure noise at given temperature is most likely for high
mechanical quality factorsQ, low oscillator massm, high optical input




Figure 4.5: Ratio of Michelson-
Sagnac interferometer output power
Pout/Pin in case of a balanced beam
splitter for three values of interfer-
ometric contrast C. Here, a mem-




















4.3 Influence and suppression of laser noise
This section describes the effect classical laser amplitude and fre-
quency noise. The considerations focus on technical laser amplitude
and frequency noise. Their impact on the interferometric measure-
ment of the membrane position is described with regards to a realistic
experimental situation: a small, but non-vanishing arm length differ-
ence of the interferometer, and an imperfect interference contrast.
4.3.1 Interferometer contrast
Although the signal to shot noise ratio is maximized mathematically
on dark-fringe, measurements with a single photo diode will become
insensitive at this point of operation, such that an infinitesimal offset
from dark-fringe is required. Here, it is shown that this offset can
not be arbitrarily small in the experiment. So far, Eq. (4.11) was
taken as complete description of the interferometer output power, but






Here Pmax and Pmin are the maximal and minimal interferometer out-
put power. In the perfect case, and for a balanced beam splitter,
Pmin = 0 and Pmax = r
2
mPin, such that it gives C = 1 for Pmin = 0.
In reality, C is a measure of the interferometer quality, and usually
C < 1. This is caused by a variety of reasons, such as differential


























































Figure 4.6: Shot noise, technical laser noise and detector dark noise as function of
the interferometer tuning of dark-fringe. Left : interferometer contrast C = 99%
and right C = 99.999%. Electronic dark noise is assumed equal in both measure-
ments. In the experiment, it is reduced by higher electronic gain of the photo
detector.
A contrast C < 1 thus implies that the interferometer output power on
dark-fringe is non-vanishing. The interferometer output power then




(1+ C cos(4kx)) . (4.32)
On dark-fringe, its derivative for the membrane microscopic position
is zero, however. The signal to noise ratio (and associated interferome-
ter displacement sensitivity) then exhibits an maximal value, which is
achieved for some interferometer dark-fringe offset. Figure 4.6 shows
the displacement sensitivity of the same Michelson-Sagnac interferom-
eter with two different interferometer contrast values. The membrane
power reflectivity was assumed r2m = 0.3, and an optical input power
of Pin = 100 mW. The plot also includes technical laser amplitude
noise, which is described in Sec. 4.3.4. In both cases, the same elec-
tronic dark-noise is assumed, although this noise could be reduced by a
higher electronic gain in the photo detector. In any case, the optimum
interferometer working point depends on the interference contrast C,
and a higher interference contrast allows for a more precise measure-
ment, closer to the dark-fringe.
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4.3.2 Interferometer arm length differences
Non-ideal destructive interference of the two Michelson modes at the
beam splitter and hence, C < 1 can be caused by a macroscopic
interferometer arm length difference of the interferometer. This can
be modelled by two Gaussian modes with same waist size but a lateral
displacement ∆zR of the two waist positions. The overlap of such two
optical modes is given by Eq. (4.33) and depicted in Fig. 4.7. For
C < 1, the interferometer will transmit a fraction of the incident laser

















1+ ( ∆z2zR )
2
. (4.33)
Here zR denotes the Rayleigh range zR = πω
2
0/λ. A laser wavelength
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Figure 4.7: Achievable interferometer
contrast C as function of arm length dif-
ferences.
Despite suppression of the tech-
nical amplitude laser noise in the
read out,the interferometer con-
trast becomes important when a
high-reflective recycling mirror is
to be installed in the interferom-
eter output port, because the in-
terference contrast should exceed
the recycling mirror reflectivity
in order to provide an under-
coupled cavity condition.
The higher the desired contrast
is, the smaller the arm-length
difference has to be. In the ex-
periment, a piezo stepped stage
is placed underneath the mem-
brane holder to allow the mem-
brane to be positioned such
that the arm-length difference
is smaller than 1 mm. It is









4.3 Influence and suppression of laser noise
the best arm-length difference is 0, as this would eliminate the pos-
sibility to stabilize the interferometer to dark-fringe by the so-called
frontal modulation scheme [101].
4.3.3 Laser frequency noise
The macroscopic arm length difference ∆L is also subject to another
type of length noise. If the laser exhibits frequency noise δν̃ (which






where ν is the mean laser frequency. The typical technical laser fre-
quency noise of an Innolight [103] Mephisto NPRO Laser was mea-
sured numerous times, for example in [102, 104, 105]. Both technical
amplitude and frequency noise can be caused by fluctuations of the
laser resonator crystal length or pump power. A fundamental source
of noise results from quantum fluctuations, perturbing the phase of
the carrier. This gives rise to the so called Shawlow-Townes limit [7].
It states that the frequency spectral density (Hz/
√
Hz) is frequency






Where δν is the laser resonator linewidth, which is specified [103] to
δν = 1 kHz for the Innolight Mephisto NPRO laser. With λ = 1064 nm
and P = 1 W, Eq. (4.35) yields
sST(f) = 3.05 · 10−7Hz/
√
Hz .
Fortunately, this is not a limiting factor when using the Innolight
laser, as this limit is only achieved for high frequencies. However, it
can be important when using other laser sources with a significantly
larger cavity linewidth of the laser resonator. Here, only the classical
contribution of the laser frequency noise is relevant for the experiment.
It can be approximately projected as [102, 106]





If the interferometer arm length inequality assumed to be ∆L = 1 mm
and δν̃(100 kHz) = 1 Hz/
√





































 arm length di!erence of... 1 cm
 1 mm
 0.1 mm
Figure 4.8: Laser frequency noise projection into apparent length noise for the
Mephisto NPRO laser for three absolute arm length differences of the Michelson
interferometer. Note that the 1/f projection is an approximation, which is less
accurate for frequencies above 100 kHz.
of δs̃ = 3.546 · 10−18 m/
√
Hz. Thus, the arm length difference has to
be kept smaller than 1 mm or the laser has to have an active laser
frequency stabilisation to suppress the frequency noise at 100 kHz.
Frequency noise becomes important again as soon as the experiment









4.3 Influence and suppression of laser noise
4.3.4 Laser intensity noise
Another important source of noise is technical fluctuation of the laser
intensity. Lasers are often times characterised by their relative in-
tensity noise (RIN), which is power fluctuations divided by average
detected power. The RIN typically depends on the Fourier frequency,
as the sources for the noise are frequency dependent, but does not
depend on the average detected power P.
The influence of laser intensity noise is two-fold. First, technical fluc-
tuations of the laser intensity cause a ’classical’ force, acting on the
oscillator, just as in case of quantum shot noise. It causes a displace-







with |SI(ω)| = P ·RIN being the spectral density of the laser fluctu-
ations. In contrast to the vacuum fluctuations, the laser fluctuations
are common in both interferometer arms, such that a suppression fac-




bs|, representing the beam splitter unbalancing is
introduced. To achieve a situation, in which the excitation is domi-
nated by quantum noise, the power spectral densities of photon shot
noise and technical laser noise are compared, their ratio should exceed







> ∆bs ·RIN ·
√
P . (4.38)
Equation (4.38) is best understood when calculating its left hand side.





> ∆bs ·RIN ·
√
P
Typical RIN values for high quality, commercial laser sources are
2 · 10−7/
√
Hz for frequencies below 1 MHz. If the beam splitter is
lossless and r2bs = 0.505 ⇒ ∆bs = 10−2, Eq. (4.38) will only be ful-
filled if P < 100 mW. In order to achieve the same ratio at higher
laser powers P, the product of ∆bs ·RIN has to be reduced.
The second influence of laser intensity fluctuations is concerning the
read out. In case of DC read out and dark-fringe offset, a mean
power will be measured by the photo detector. Thus, fluctuations
of the interferometer output power directly translate into apparent
displacement noise. Whether or not these fluctuations are negligible
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or dominant in the output spectrum depends on the laser quality and









If an optical power of Pout = 1 mW is to be detected, the technical





The shot noise level at this power is (compare Eq. 2.12)
Gshot = 1.93 · 10−11W/
√
Hz .
If no other noise sources are present, the measured spectrum will thus
not be dominated by shot noise at low frequencies but technical laser
noise. Hence, performing precision measurements at these frequencies
thus requires a stabilised laser. Laser stabilisation can either be done
in active or passive schemes, as outlined in the following.
Passive stabilisation
Passive stabilisation schemes exploit the amplitude transfer function
of an optical cavity (see section 5.1) , which can be modelled as the
equivalent to an optical low pass filter. The laser is incident to an
impedance matched cavity, which is kept resonant. Amplitude fluc-
tuations are transmitted only within the cavity linewidth (see section
5.1). Passive stabilisation requires the cavity optical linewidth to be
much smaller than the frequency at which the noise is to be sup-
pressed, which turns out to be challenging in table-top experiments
when noise at frequencies around 100 kHz is to be suppressed. At low
frequencies, passive stabilisation schemes are inferior to active stabil-
isations.
Active stabilisation
Active stabilisation schemes consist of an electronic feedback loop and
some power actuating device. The advantage of active stabilisation is
that gain and resulting noise suppression is variable. The limitations
for an active stabilisation are given by the speed of the electronics
and the actuator in use. Also, at 10 MHz, each meter of electric
connection already causes a phase loss of about 18 deg [107], which is



































Figure 4.9: Transmitted power through an impedance matched optical cavity with
an optical linewidth of 100 kHz. The cavity length is 10 m, which results in a free
spectral range of 15 MHz. The finesse is 150. The green dashed line shows the
approximation by a first order lowpass filter. A suppression of −3dB is achieved
at 100 kHz. Additional suppression at this frequency can just be achieved by a
more narrow optical linewidth, which means higher finesse or cavity length.
to achieve. At high frequencies, active stabilisation is thus inferior to
passive stabilisations.
One possibility to actively stabilise the laser intensity is by using an
auxiliary interferometer, operating close to constructive interference
in the interferometer output port. A variable fraction of light is trans-
mitted towards the other interferometer output port. A piezo driven
mirror can be used to actuate the relative phase. The unity-gain fre-
quency of this stabilisation will be limited to some kHz because of
mechanical resonances of the piezo actuator.
For a sufficient noise suppression at 100 kHz, a fast amplitude stabil-
isation was required. The scheme used is depicted in Fig. 4.11. It
uses a λ/2 wave plate in front of an electro-optic amplitude modulator
(EOAM), which in combination with a polarising beam splitter, served
as a power actuator. A small fraction of the laser light is detected in
transmission of this arrangement, and is compared to an ultra-stable
current reference. The difference between both the signal and the ref-
erence is used as an error signal, which after electronic processing is











Figure 4.10: Left: power stabilisation via a Mach-Zehnder interferometer. Right:
high-speed setup with an EOAM. In both cases, one port of the beam splitter
(PBS) is used to dump a part of the power, and a small pick-up in the output port
is required.
4.3.5 Laser light preparation
In the experiment, an Innolight Mephisto non-planar ring oscillator,
operated at a laser wavelength of λ = 1064 nm with an optical output
power of 2 W was used. This type of laser source was characterized
in different works before [106, 108], and was found to exhibit a low
RIN level of about 2 · 10−7
√
Hz at frequencies f < 1 MHz. The laser
relaxation oscillation at 1 MHz was suppressed by an integrated noise-
eater function.
The laser light preparation is shown in Fig. 4.11. To eliminate higher
order optical modes, and hence, inject only a TEM00 mode into the
interferometer, the laser light was spatially filtered by means of a
mode cleaner cavity [109]. The cavity was stabilised on the laser fre-
quency by a Pound-Drever-Hall scheme [110]: a phase modulation of
12.14 MHz was imprinted on the laser beam by an electro-optic mod-
ulator (EOM). The light in reflection of the mode cleaner cavity was
detected with a photo detector, resonant at 12.14 MHz, and demodu-
lated with the modulation frequency. The result error-signal was low
pass filtered and used for actuation of the cavity length by means of a
piezo actuated end-mirror. A Farraday-isolator was used to prevent a
direct reflection of the interferometer (not shown in Fig 4.11) through
the mode cleaner and to the laser. In case of perfect alignment, this
































Figure 4.11: Schematic of the laser light preparation. Lenses and steering mirrors
are not shown for the sake of clarity. After transmission through the mode cleaner,




































Free running NPRO 1064 nm
Stabilised
Photo detector dark noise
12.5 dB
Figure 4.12: Exemplary performance of the laser intensity stabilisation. The NPRO
technical (amplitude) laser noise is suppressed by 12.5dB at 100 kHz. The unity-
gain frequency is around 1 MHz. Below f = 16 kHz, less noise is detected due an
electronic high-pass filter in the photo detector.
rection. The beam power was stabilised by the active stabilisation
scheme described in the previous section and shown on the right side
of Fig. 4.10. The performance of the laser intensity stabilisation is
depicted in Fig. 4.12. An active noise suppression of 12.5 dB was
achieved at frequencies f 6 100 kHz.
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4.4 Realisation of the Michelson-Sagnac
interferometer
The first version of the experiment was set up in [76, 81] and was used
in the beginning of this thesis. Some disadvantages could be identified
and were taken into account during the re-design the interferometer.
In this section a short summary of identified and solved problems is
given and the improved interferometer design is presented.
Initial setup and related problems
The Michelson-Sagnac interferometer was build up on a 60 cm diam-
eter, 2 cm thick baseplate made of stainless steel. The baseplate itself
was rigidly fixed to the vacuum tank by three posts of stainless steel,
sized 30 cm with a 3 cm radius. The main problems identified with
this setup were
• Loss of interferometer alignment in vacuum. The rigid connec-
tion exposed the interferometer to deformation and bending of
the vacuum tank during evacuating the system. The misalign-
ment could only be compensated partially by remote control of
central optics.
• The rigid connection also allowed undesired introduction of acous-
tic coupling. All pumps had to be shut down and a quiet labo-
ratory was mandatory to obtain useful output spectra.
• Disadvantageous mechanical resonances of the interferometer
baseplate. The output spectrum contained beat signals around
the membrane resonance frequency, separated by 400 kHz and
1 kHz as depicted in Fig. 4.13. These frequencies coincided
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Beam splitter
Figure 4.13: Initial interferometer inside the vacuum tank. The incident laser beam












































no excitation by speaker
Satellites
audio speaker excitation
Figure 4.14: Left: Typical output power spectrum prior to interferometer isola-
tion. The membrane fundamental mechanical resonance is accompanied by a set
of two symetric peaks with a beat frequency of 400 Hz and 1 kHz. Right: external












1“ Recycling mirror mount
Interferometer
baseplate
Figure 4.15: CAD Design for the Michelson-Sagnac interferometer. It consists
of three double-stage isolation footers. On top of these, a heavy plate ensures
sufficient weight to push in the viton material. The baseplate itself is then mounted
on a 6 cm thick baseplate made out of stainless steel.
4.4.1 Interferometer design
The new interferometer design had to fulfil several requirements. First,
the interferometer should have a reduced size. An interferometer arm
length of less than 10 cm was aimed for. A compact design was ex-
pected to exhibit a higher tolerance against small misalignments of
the central optics due to reduced leverage. Furthermore, in case of
signal-recycling (compare chapter 5) a smaller interferometer results
in a larger free spectral range, and thereby bigger optical linewidth
with same recycling gain. The interferometer baseplate was required
to be as firm as possible. Moreover, it should not to be rigidly con-
nected to the vacuum tank. Remote control for the central optics
(except beam splitter) was required to maximize the interferometer
contrast under vacuum conditions.
During a supervised masters thesis [111], the interferometer was re-
designed according to these requirements. A schematic of the revised









4.4 Realisation of the Michelson-Sagnac interferometer
4.4.2 Vibration isolation
The new interferometer was built on a four-level vertical isolation sys-
tem, consisting of two individual base plates. The isolation in this
case was not achieved by suspending the construction with wire pen-
dulums, but by connecting separate stages by compressed, ductile flu-
orubber Viton. Each connection thus acted as spring-mass damper,
with resonance frequency ω2res = D/m, where m is the suspended
mass, and D the oscillator spring constant D = EA/L. Here, E is the
materials Young’s modulus, which was determined to E ≈ 5.8 N/mm2
[111]. A and L are the compressed Viton surface area and thick-
ness, respectively. The system enhances resonant excitations, but
suppresses excitations at frequencies ωexc >
√
2ωres (compare Fig.
3.1). A more detailed description about the isolation can be found
in [111]. The interferometer base plate consisted of a 12× 17× 3 cm3
sized block of aluminium and was placed on top of a second base
plate. Their combined mass was m = 12.4 kg. Both were con-
nected via compressed Viton rings. The lower baseplate was stacked
on top of three damping footers (third isolation stage), which them-





Figure 4.16: A schematic of the pas-
sive isolation against acoustics and
seimics. The isolation has been
developed during a masters thesis
[111]
The connection between the three
damping footers and lower base plate
was given by Viton cylinders of 7 mm
diameter, and a height of 5 mm.
These cylinders were compressed by
the heavy mass of the above base
plates. The resulting eigenfrequency
was ω0/(2π) ≈ 100 Hz. Such that an
isolating effect is expected at for fre-
quencies f > 140 Hz for this particu-
lar isolation stage.
For sufficient pressure on the Viton
between the two base plates and in
the footers, additional force was ap-
plied by auxiliary screws. To avoid a
rigid connection by the screws, their
connection to the individual stage was
buffered with Viton rings (in case of



























Bottom of vacuum tank
Interferometer
Dark noise
Figure 4.17: Seismometer measurement on top of the interferometer baseplate. The
measurement shows that above 140 Hz the detected signal is significantly reduced.
To measure the performance of the isolation, seismometer measure-
ments were carried out on the optical table and compared to measure-
ments on top of the interferometer baseplate. The device used was a
Model L-4 Seismometer by Mark Products with a measurement range
of < 400 Hz. The result for the isolation in z (vertical) direction is
depicted in Fig. 4.17. The measured signal is reduced for frequen-
cies above 140 Hz by more than 30 dB, the electronic dark noise of



















Figure 4.18: Schematic of the membrane holder. The holder consists of one inner
and one outer ring, which are glued to both sides of a 25.4 mm ring piezo. The
membrane is glued to the inner ring. The outer ring was fixed into a remote
controlable positioner later. The assembled membrane holder is depicted on the
right side of the figure.
4.4.3 Membrane holdering
To actuate the microscopic position of the membrane along the beam
path, the membrane was glued to a ring piezo previous to this work
[81]. It turned out that a direct, rigid connection between membrane
and piezo led to stress induced modification of the membrane reso-
nance frequency when a high-voltage was applied to the piezo, be-
cause a piezo is shortened in the plane perpendicular to the direction
of its extension. Thus, the membrane was holdered, separating the
piezo actuator and the membrane spatially, as suggested in [81]. The
membrane holder is depicted in Fig. 4.18. It consisted of two drilled
inner and outer cylinders, which were glued on two different sides of a
25.4 mm ring piezo. The membrane was glued to a hollow extension
of the inner cylinder, which was driven through both the piezo and
the outer cylinder.
The outer cylinder was fixed within a remote controllable Newport
[112] positioner, such that the piezo moved only the inner cylinder




Figure 4.19: Examplary situations during the Sagnac interferometer alignment. a)
Ideal situation: dark output, incident and reflected beam are folded. b) If both
steering mirrors a rotated in the same direction, this will result in two parallel
beams inside and outside the interferometer. c) The steering mirrors are rotated
by the same angle as in b), but with different orientations. This can result in a
dark output, but incident and reflected beam are pointing in different directions.
4.4.4 Interferometer alignment
This section addresses the Michelson-Sagnac interferometer alignment
procedure, as it is crucial for a potential cavity arrangement. The
setup requires two iterative alignment steps: first, the internal align-
ment of the Sagnac interferometer is completed (Step 1). Second, the
external (lateral) mode matching can be done.
Step 1: Sagnac alignment The laser light is spatially filtered by a
mode cleaner cavity and is incident on a balanced beam splitter
under 45 ◦. After confirming that the beam splitter does not al-
ter the vertical beam direction, the steering mirrors are installed,
giving rise to two counter propagating beams and the Sagnac
interferometer topology. A CCD camera in the interferometer
output can be used to identify misalignment of these mirrors.
Fig. 4.19 depicts exemplary situations during the initial setup
of the Sagnac interferometer. It illustrates how both steering
mirrors are used to overlap both beams. Step 1 is completed
if destructive interference in the output port is established, and
both, incident and reflected beam are overlapping at every point
along their path.
Step 2: Lateral mode matching Step 1 guarantees that internal de-
grees of freedom are set correctly. In the second step, the lateral
beam waist must coincide with the later membrane position.
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Figure 4.20: a) Alignment setup for the Michelson-Sagnac interferometer. Two iris
apertures were used for coarse steering of the Sagnac steering mirrors. A mode
cleaner cavity served as alignment reference for all beam parameters such as waist
position, waist size and beam displacement. b) Waist size as function of distance
z from the initial waist of the mode cleaner cavity ω = 370 µm. Lens positions are
indicated as dashed, black lines.
the incident beam, such that incident and reflected beam share
the same waist position and size. Since the interferometer con-
trast (degree of destructive interference) is just a coarse indica-
tor. An auxiliary check is provided by the initial mode cleaner
cavity: if the reflected beam is already matched to the incident
beam (as described in Step 1), a fraction of the reflected light
will enter the mode cleaner cavity (which is kept resonant at
all time). It can be maximised by shifting the mode matching
lenses along the path of the beam. It will be maximal, when the
beam is perfectly folded back. The initial positions of the re-
quired lenses can approximately be calculated with the software
JamMT [113].
Once the internal degrees of alignment are fixed, the membrane has to
































Figure 4.21: Measurement of the mechanical quality factor Q of a membranes
fundamental oscillation mode for different vacuum qualities, as shown in [76]. Only
for pressures P 6 4 · 10−6 mbar the Q-factor is not limited by residual gas damping.
no membrane positioning in the plane perpendicular to the beam is
possible, the incident beam has to be translated by an external set
of steering mirrors. This is possible since the Sagnac interferometer
is indifferent to pure displacement of the incident beam (as long as
no beam clipping occurs). The additional degrees of freedom of the
membrane (pitch, yaw) can cause misalignment of the Michelson mode
with respect to the Sagnac mode, such that a fine alignment of the
membrane is required. The effect of a misalignment of the membrane
is depicted on the right side of Fig. 6.14.
4.4.5 Vacuum requirements
The mechanical quality factorQ of the high-stress silicon nitride mem-
brane oscillation modes is around 106, but can be dramatically re-
duced if the oscillation is damped. Major damping is caused by in-
teraction with gas molecules. To not limit the Q-factor, a vacuum
environment for the system is necessary. Fig. 4.21 illustrates the
dependence of mechanical quality factor and environmental pressure
used in the experiment. An analytical relation between residual gas
























where ρ is the specific mass of the membrane , H denotes the mem-
brane thickness, f0 is the resonance frequency, R is the universal gas
constant, T is the absolute temperature, Mmol is the molar weight
of the damping gas (in this case nitrogen) and finally, p is the gas
pressure.
The pressure in the vacuum tank had to be below 4 · 10−6 mbar to
not limit the mechanical quality factor fundamental resonance. In
the experiment, this was achieved by evacuating the vacuum chamber
by a two-stage pump system, set up during a master thesis [81]. An
oil-free scroll pump pre-evacuated the system to 2 · 10−2 mbar. A
Varian TPH520M turbo molecular pump was used in the second stage.
While running, this pump provided a pressure of 3 · 10−7 mbar. After
several hours of pumping (when residual hydrogen was boiled off the
surfaces), the pressure was stabilised at this value by a Varian ion-
getter pump ’VacIon plus 20’. To take data, a valve between the
vacuum chamber and the TMP was closed and both mechanical pumps
were be switched off. The pressure inside the vacuum system did not
exceed 1.4 · 10−6 mbar, a value well below the requirements and could
be maintained at 0.7 · 10−7 mbar after longer pumping periods.
4.4.6 Remote alignment
Evacuating the interferometer chamber caused a significantly reduced
interferometer contrast in the initial version of the experiment. The
misalignment was found to occur within the interferometer. Hence,
without remote control over the alignment of the interferometer’s op-
tical components, it was not possible to be corrected the misalignment
without a disassembly of the system (and thereby opening the tank
again). Hence, all mirrors and the membrane holder were mounted
into vacuum compatible, remote controllable positioners Newport Ag-
ilis AG-MN50NV6 [112] to allow for realignment with the vacuum
chamber closed. The positioners are piezo steppers, with no high-
voltage input. Thus, they were not introducing additional position
noise due to a noisy output of a high-voltage amplifier. Figure 4.23
depicts the assembled interferometer. An additional linear stage Ag-
ilis AG-LS25V6 was installed underneath the membrane holder. The
beam path is shown as red line, the interferometer output direction is
57
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Figure 4.22: Vacuum setup, [81]. A turbo-molecular pump (TMP) provides a
vacuum with Pvac < 10
−6 mbar. The high-pressure side of the TMP is pumped via
a scroll pump. For measurements, the valves 1 and 2 were closed, and all pumps
except for the ion-getter pump were switched off.
shown as red, dashed line.
Full remote access allowed to restore the high initial interference con-
trast of C = 99.7% in the evacuated vacuum tank. Thereby, the tech-
nical laser noise in the readout could be suppressed significantly. A
measured fringe of the interferometer is presented in Fig. 4.24.
4.5 Interferometer calibration
This section addresses the calibration of the interferometer. The out-
put is analysed in form of a power spectrum, which has to be converted
to an equivalent displacement spectrum. Different calibration meth-
ods can be used to achieve this.
4.5.1 Calibration via the interferometer fringe
In case of DC readout with one single photo detector in transmis-
sion of the interferometer, the measured output power spectra can be
calibrated via the interferometer fringe. Equation (4.11) relates the
interferometer output power (and output power derivative) to the dif-
ferential microscopic membrane position. To calibrate a spectrum, a










Figure 4.23: A photograph of the redesigned Michelson-Sagnac interferometer.
Essential components are labeled. The membrane is mounted into a Newport Agilis
AG-M50NV6 mount, which in turn is attached on top of a linear piezo stepper stage
Agilis AG-LS25V6. The inset shows a closer view to a 0.5× 0.5 cm2 membrane,
which is glued with a small drop of VacSeal in each corner.
amplifier. The membrane position and thereby interferometer tun-
ing is ’scanned’ periodically in time. Due to the non-linearity of the
piezo, the actual membrane displacement can be infered from the ap-
plied voltage by fitting the analytical expression (4.11) with a polyno-
mial expression for the displacement x(U(t)) to the measured fringe.
Here one makes use of the fact that maximum output power occurs
for equidistant membrane positions and are independent of the beam
splitter ratio.
The rescaled theoretical curve is derived with respect to the mem-
brane position, yielding a ratio of V/nm displacement for each inter-
ferometer tuning. Vice versa, the displacement per detected voltage
in nm/V is known for each membrane position (which is denoted for
each measurement).
4.5.2 Obtaining the membrane displacement spectrum
To obtain the linear displacement spectral density of the membrane,
the AC output of the photo detector is fed into a spectrum analyzer.





































Figure 4.24: Interferometer output signal detected with a single photo diode (grey
dots). The theoretical output fringe (black solid line) was rescaled to account for
piezo non-linearities. The dashed green line depicts the derivative of the rescaled
theoretical output fringe, relating the membrane displacement to change of de-
tected output voltage for each membrane position
detector. In case of the spectra presented here, the AC path featured
two first-order high pass filters with corner frequencies f0,i and a
proportional electronic gain, such that the ratio G between DC and













1+ ( ff0,2 )
2
, (4.41)
where Gain = 23.4, f0,1 = 16.67 kHz, f0,2 = 1.52 kHz which results in
G = 23.04 at f = 100 kHz. The spectrum analyser was set to measure
dBm. In this case, the input power level is compared to 1 mW with












⇔ U = (R · 1 mW)1/2 · 10Lp /20dBm
Here, Lp is the noise level in dBm/Hz. For another measurement reso-









4.6 Achieved displacement sensitivity
4.5.3 Calibration using a marker peak
To ease the calibration procedure and to provide a calibration method
with no need to scan the interferometer fringe, a calibrated via a de-
fined displacement marker peak was introduced. Therefore, a defined
excitation of the oscillator was generated by applying a sinusoidal fre-
quency of of f = 128 kHz to the membrane piezo actuator. Frequency,
amplitude, high voltage amplifier and piezo were untouched during
all following measurements. The displacement of the marker peak
was determined from displacement spectra which were calibrated with
the fringe calibration method. The peak displacement was calibrated
for for multiple dark- and mid-fringes of the interferometer, and was
found to be stable at 0.9 · 10−12 m, with no perceivable variation of
displacement caused by a piezo voltage offset.
4.6 Achieved displacement sensitivity
The interferometer output was analysed with a single photo detector
as well as with a balanced homodyne detection.
4.6.1 Readout with a single photo detector
As explained in the previous chapter, the ratio of technical laser noise
to optical shot noise depends on the detected optical power (compare
Eq. (4.39)). Thus, the displacement measurement will be shot noise
limited for low optical input powers, but with reduced sensitivity. The
first goal of the this thesis was to achieve a shot noise limited read out
for high optical input powers, as the prior setup was limited by tech-
nical laser noise for input powers Pin > 50 µW, with a displacement
sensitivity limited to 3 · 10−15m/
√
Hz.
Figure 4.25 shows a calibrated interferometer output spectrum with
refined interferometer contrast C ≈ 99.7% and laser amplitude sta-
bilisation. The sensitivity is limited by technical laser noise and
optical shot noise (dashed line). The achieved displacement sensi-
tivity around the fundamental mechanical resonance frequency was
3.6 · 10−16 m/
√
Hz for an optical input power of Pin = 100 mW. The
calculated shot noise level is plotted as grey, dashed line, and is domi-
nant off resonance, but laser and electronic dark-noise are not negligi-
ble. A calibrated marker at f = 128 kHz was introduced by applying a













































Figure 4.25: Membrane displacement spectrum around the fundamental mode. Off
resonance, the spectrum is limited by laser intensity noise. Shot noise as well as
detector dark noise are below. At the very resonance, the spectrum is dominated
by the thermal noise (dashed red line) which here was calculated for Q = 5.8 · 106
and a temperature of T = 300 K. Off resonance the highest displacement sensi-
tivity is 3.6 · 10−16m/
√
Hz. This measurement was taken before the final displace-
ment of the marker was fixed, such that the marker peak here corresponds to
1.25 · 10−12 m/
√
Hz.
spectra did not contain satellite peaks. This was attributed to the
performance of the vibration isolation described in Sec. 4.4.2.
Despite its simplicity, the DC readout has three drawbacks. First,
it only allows for measuring the amplitude quadrature of the output
field. Second, when obtaining the output power spectrum, it is not
clear whether or not the spectrum is limited by shot noise. This can
be checked by measuring the output spectrum at high frequencies
f > 10 MHz and comparing the relative power noise levels. This
measurement relies on a flat (or precisely known) transfer function of
the photo detector, however. The shot noise equivalent displacement
noise can also be calculated, according to Eq. (4.24), but this method
requires knowledge about the optical loss during detection.
Third, the measurements have to be taken off dark-fringe to provide
some local oscillator power. Due to the finite contrast C (compare
Fig. 4.6) the offset from interferometer dark-fringe must exceed a
certain value. Thereby technical laser amplitude noise couples into the
measurement. Moreover, this reduces the interferometer amplitude
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Figure 4.26: Locking scheme for the relative phase θ (close) to the amplitude
quadrature. The interferometer output field (signal beam) and a stronger local
oscillator are overlapped on a balanced beam splitter. A phase modulation of
10 MHz was imprinted on the local oscillator beam. The AC filtered, differential
output of the homodyne detector was fed into a spectrum analyser, whereas the
direct subtraction of both photo currents was demodulated with the modulation
signal, providing an error signal for a relative phase of θ = π/2.
adaption of recycling techniques, see Chap. 5.
4.6.2 Balanced homodyne readout
To resolve the above mentioned drawbacks of a DC readout, a bal-
anced homodyne detector was set up and used in the following mea-
surements. The relative phase between local oscillator and signal
beam was adjustable by a piezo actuated mirror. A relative phase
difference of θ = π refers to a measurement in the phase quadrature,
whereas θ = π/2 corresponds to a measurement in the orthogonal,
amplitude quadrature. To observe a particular quadrature of the out-
put field, the relative phase θ between the local oscillator and the
signal had to be stabilized. For the phase quadrature, the required
error signal is directly provided by the DC output of the homodyne
detector, as this quadrature is measured at the DC zero transient.
The locking scheme for measuring the amplitude quadrature is de-
picted in Fig. 4.26. To lock to the amplitude quadrature, the lo-
cal oscillator was phase modulated with 10 MHz, and the subtracted
signal of both homodyne photo detectors was demodulated with the
modulation frequency. This is achieved by mixing the signal with an
electronic ’copy’ of the modulation signal. The resulting signal was
low pass filtered and provided an appropriate error signal. This er-











Figure 4.27: Homodyne detector DC signal (green) and demodulated error signal
(black dashed line) in arbitrary units. The amplitude quadrature refers to a relative
phase of θ = π/2, whereas the phase quadrature is measured at θ = 0 (mod π).
piezo actuated mirror. The modulation/ demodulation technique is
described in section 5.2.1. A calculated error signal is shown in Fig.
4.27. To avoid beam pointing and associated interference reduction
because of lever, the actuated mirror was positioned close to the ho-
modyne beam splitter.
The overlap of both optical fields on the homodyne beam splitter ex-
hibits an interference contrast Chomo, just as in case of the Michelson-
Sagnac interferometer. Measuring the maximum and minimum power
in each of the beam splitter output ports Pmax, Pmin, yields the same
expression for C as given in Eq. (4.31). For equal optical input pow-
ers, the contrast can be limited by mode mismatch of the two beams.
For the detection efficiency, a non-ideal interference contrast has the
same effect as optical loss in the path [67]
Power Loss = C2homo . (4.43)
In the experiment, the mode matching achieved a value of 90%, caus-
ing 19% optical loss. In the abscence of squeezing, the loss was found
tolerable. Together with a homodyne detector efficiency of about 80%
for the photo diodes in use, an overall read out loss of 35% was as-
sumed. The loss results in an increased relative shot noise level. With-
out the loss associated with the detection, the displacement sensitivity
would have been better by a factor of 1/
√
0.65 ≈ 1.24.
The homodyne detection requires a small coherent amplitude of the
signal beam (compare Eq. (2.42)). Scanning the interferometer is
thus not possible, as was done in case of DC readout and fringe
calibration. The output spectra were thus calibrated by the cali-
brated marker peak. The resulting output spectra are depicted in
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Figure 4.28: Calibrated interferometer output spectrum with balanced homodyne
detection. A marker at f = 128 kHz of well-known displacement was used to
calibrate the spectra for different optical input powers (green, purple and blue
traces). The shot noise level for each measurement is plottet in grey (dashed)
lines. Each measurement is shot noise limited off thermal resonance. Electronic
dark noise is plotted in dark grey. Due to a slight dependence of mechanical
resonance frequency to optical input power, the traces where slightly shifted in
frequency (about 100 Hz).
resonance. The thermal noise matched the theoretical calculations on
resonance for the membrane specifications. A shot noise limited dis-
placement sensitivity of 1.9 · 10−16 m/
√
Hz for an optical input power
for Pin = 200 mW was achieved.
Measurements over a broad frequency span demonstrated a shot noise
limited displacement measurement for frequencies f > 60 kHz, as can
be seen in Fig. 4.29. The measurements were normalized to optical
shot noise power level, which was measured by blocking the signal
path with a beam dump. To verify the limitation by shot noise, the
local oscillator power was attenuated consecutively by a factor of two
and four, respectively. The shot noise power level was observed to
drop by 3 dB, as expected when halving the local oscillator power.
By a variation of the homodyne readout angle θ, it is possible to
investigate arbitrary quadratures of the optical field. Thereby it was
shown [85] that the oscillator thermal noise is present only in the
































Figure 4.29: Balanced homodyne output power spectrum, normalised to the mean
optical shot noise level. The spectra are shot noise limited with Pin = 200 mW for
frequencies f > 60 kHz. The electronic dark noise clearance is about 15 dB in the
relevant frequency range.
voltage was applied to the piezo on the phase shifter mirror and the
a spectrum analyser was set to measure with a minimum frequency
span at the mechanical resonance frequency. The result is shown
in Fig. 4.30. At t = 2.08 s, the detected noise power (shown as
green trace) is maximum. This corresponds to a measurement in
amplitude quadratute. At t ≈ 1 s and t ≈ 1.5 s, the measured noise
power drops to the shot noise level, which was measured by blocking
the interferometer output port, and is shown as grey trace. This
corresponds to a measurement in phase quadrature. The electronic
dark noise of the measurement is shown as black trace.
The ability to investigate arbitrary quadratures is necessary to per-
form opto-mechanical entanglement analysis [116] or to detect non-
classical properties of the interferometer output light, such as pon-
deromotive squeezing [117].
4.7 Chapter summary
In this chapter, the Michelson-Sagnac interferometer topology was
presented, and a detailed explanation about interferometer input and
output optical fields was provided. The achievable interferometer sen-







































Figure 4.30: Measured noise power at the fundamental mechanical resonance fre-
quency of the SiN membrane (green trace). The homodyne read out phase θ is
periodically modulated by a triangular voltage applied to the phase shifter piezo
and thus, is shown as a function of time. In phase quadrature, the measured noise
power drops down to the independently measured shot noise level (grey trace).
This happened at t = 1 s and t = 2.08 s. In amplitude quadrature (t ≈ 1.5 s),
the maximum noise power is detected. This corresponds to a measurement in
amplitude quadrature. The magenta line shows the theoretical model for vacuum
noise in phase quadrature and large, thermal noise in the orthogonal quadrature.
Electronic dark noise is shown as black trace. The RBW for this measurement was
10 kHz.
cal noise sources, namely laser intensity and frequency noise as these
can not be neglected. An interference contrast of C = 99.7% of the
Michelson-Sagnac interferometer in high vacuum (p = 1.0 · 10−6 mbar)
was achieved, reducing the influence of technical laser noise in the
readout. To achieve this high contrast when combining both, Sagnac
and Michelson interferometer in the vacuum tank requires a fine align-
ment, for which a standard procedure could be developed. Technical
laser noise was further decreased by means of a realised high-speed
laser intensity stabilisation. Next, a balanced homodyne detection
scheme was set up, and the interferometer was operated on dark-
fringe. For this purpose, a marker peak calibration method was in-
troduced. The balanced homodyne detection suppressed the impact
of higher order transversal modes in the read out and provided a shot
noise limited displacement sensitivity of 1.9 · 10−16 m/
√
Hz for fre-
quencies above 60 kHz. The balanced homodyne detection scheme is
necessary to perform a tomographic reconstruction of the interferome-
ter output state of light. A further reduction of the low frequency noise
is expected when shielding the detection from stray light, additional
67
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improvement can be expected with reduced optical path lengths, as
beam pointing on the detector and the interferometer beam splitter
can thus be reduced, due to a reduced lever. The fact that the ob-
tained spectra were limited by thermal and optical shot noise only
implies that the interferometer sensitivity can also be increased by













This chapter first provides the basic concept of an optical cavity. Next,
the extension of the interferometer by an additional mirror in the
Michelson-Sagnac interferometer output port is discussed, with re-
gards to possible benefits such as signal recycling gain. The impact of
loss in the cavity is briefly addressed, as a recycling mirror enhances
the signal in the output port only under certain circumstances. The
chapter also issues the opto-mechanical interactions which are enabled
by the recycling mirror and presents a model for the resulting, com-
plex optical spring. In contrast to a linear cavity, the shape of the
optical spring is more complex, due to direct modifications of the cav-
ity finesse by the micro-oscillator position. This mechanism is referred
to as dissipative coupling [52, 53].
5.1 Optical cavity
The simplest case of a linear optical cavity consists of two mirrors.
If the cavity is brought to resonance, the input optical field can be
resonantly enhanced, as will be shown in the next paragraph. As a
result, the arrangement allows for a complete transmission of optical
power incident on the initial mirror and to also resonantly enhance
signal side bands generated inside the cavity (signal-recycling). Here,
a short description of the optical cavity and requirements for the lat-
ter situation are given. The following calculations make use of the
amplitude ain incident on mirror one with amplitude reflectivity and
transmissivity of r1, t1. The second mirror is separated by an optical
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(r1, t1) (r2, t2)
Mirror 1 Mirror 2b1
d
v
Figure 5.1: Schematic illustration of a two mirror cavity [118]. The optical axis is
depicted as the black arrow, optical fields are depicted as green arrows. Light is
assumed to be incident from the left side only. The mirrors exhibit amplitude re-
flexion and transmission coefficients r1, t1 and r2, t2 respectively. v 6 1 corresponds
to loss within the cavity
distance d with respect to the first mirror, and exhibits amplitude
reflectivity and transmissivity r2, t2. In a lossless scenario, the coeffi-
cients fulfill r2i + t
2
i = 1 due to energy conservation.
The fields inside the cavity can be calculated following [118, 119].
A phase flip of π/2 is assumed for every transmission. Loss inside
the cavity can be modelled with an additional factor (v 6 1). The
resulting set of equations is
a1 = it1ain + r1a4 ,
a2 = ve
−ikd(a1 + b1) ,
a3 = r2a2 ,
a4 = va3e
−ikd ,
aref = r1ain + it1a4 , (5.1)
aout = it2a2 . (5.2)
Here, k is the optical wave vector k = 2π/λ with λ being the optical
wavelength. An input signal b1 can be used to compute the cavity
transfer function [119], for signals generated inside the cavity. It will
be set to zero here b1 = 0. Then, by solving the above set of equations



















Inserting these results back into Eq. (5.1),(5.2) and assuming a lossless



















The reflected and transmitted field fulfil |aout|
2 + |arefl|
2 = 1 ∀d. The
cavity resonance condition is
e−ik2d = 1 . (5.6)
If Eq. 5.6 is fulfilled, and for equal reflectivities r1 = r2, the cavity is
called impedance matched. The equations (5.5) then yield
aref = 0, aout = ain . (5.7)
The cavity exhibits multiple resonant lengths dr,
e−ik2dr = 1 ⇔ kdr = Nπ , (5.8)
with N being an integer. It is often times useful to separate the
cavity length d into a macroscopic length L and a microscopic length






such that consecutive resonances are separated by the free-spectral
range (FSR), ∆fr = FSR. The FSR only depends on the cavity’s
optical length d, not on the reflectivities ri of the mirrors.
The second characteristic quantity of an optical cavity is its finesse F,
which is defined in terms of the full-width at half-maximum (FWHM)



































Figure 5.2: Cavity resonance peaks for an impedance-matched cavity r1 = r2. On
cavity resonance, all incident power is transmitted through the cavity. The distance
between two resonances is given by the cavity free spectral range (FSR).
Cavity offset from a resonance
For small frequencies (f ≪ FSR), the cavity acts as an optical low-pass
filter [54] with corner frequency fc. This can be seen from the Taylor





















with the last approximation being valid for small arguments x, when
arcsin(x) ≈ x. This is however ensured by the fact that r1, r2 ≈ 1.
A comparison of the exact cavity solution and the low-pass approxi-
mation is depicted in Fig. 4.9. The DC enhancement (f → 0) is thus


















Figure 5.3: The effective cavity
consists of a high-reflective signal-
recycling mirror and the Michelson-
Sagnac interferometer. The latter
acts as compound mirror of variable
amplitude reflectivity rifo(x), which
depends on microscopic position x
of the membrane.
5.1.1 Effective cavity output power
The general output amplitude of the Michelson-Sagnac interferometer
is given in Eq. (4.11), whereas the general expression for the inter-
ferometer amplitude reflection is given by Eq. (4.13). For simplicity,
a balanced beam splitter is assumed, r2BS = t
2
BS = 0.5 and the same
choice of beam splitter phases as in Sec. 4.1 is used. Then, a mem-
brane position x = 0 equals a bright-fringe and the interferometer
amplitude reflection and transmission coefficients can be written as
aifoout
ain
= tifo = rm cos(2kx) , (5.14)
aiforefl
ain
= rifo = tm + rmi sin(2kx) . (5.15)
The Michelson-Sagnac interferometer can be considered as an effective
mirror, whose amplitude reflection coefficient depend on the mem-
brane’s microscopic position. Inserting the above expressions into Eq.
(5.5) for t1 and r1 allows to calculate the cavity output field (and
power) as function of both membrane and recycling mirror position.
A Finesse simulation [120] of the relative cavity output power has
been performed for a balanced beam splitter and a recycling mirror
reflectivity of r22 = Rsr = 95%. The result is depicted in Fig. 5.4.
If only one parameter is modified, this corresponds to an intersection
parallel to one of the axis of Fig. 5.4. When scanning the membrane
position for a fixed tuning of the recycling mirror, the outcome is
depicted in Fig. 5.5. A scan of the signal-recycling mirror instead
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Figure 5.4: Normalised optical output power as function of membrane and recycling
mirror detuning. White lines depicts levels of constant height. Interferometer and
recycling mirror tuning are correlated, such that the tuning of the recycling mirror
has to be adjusted for each membrane position. Here, r2m = 0.17 was assumed. For
a pure Michelson interferometer (r2m = 1), both tunings are independent, and all
interferometer dark-fringes line up at the same tuning of the SRM. Spikes on top
are caused by the finite resolution of the simulation.
produces a cavity resonance profile as described in Fig. 5.2.
A maximal of ratio of Pout/Pin = 0.9 was transmittable through the
cavity. The difference to a complete transmission of input power was
due to optical loss, which caused an impedance mismatch of the cavity.
5.1.2 Signal-Recycling
The additional mirror in the interferometer output port can be used
to increase the interferometer sensitivity [54, 121–125], as signals that
are generated inside the cavity (interferometric signals) are resonantly
enhanced. The amplitude gain can be calculated from the ratio a0/b1








In the case of the signal-recycled Michelson-Sagnac interferometer,

































Signal recycling output Rbs = 0.5
Cavity undercoupled
Impedance matched
Figure 5.5: Green: Normalised transmitted power through the effective cavity. The
Michelson-Sagnac interferometer is assumed to have a perfect contrast, a beam
splitter ratio of 50/50 and a membrane power reflectivity of r2m = 17%. If the
detuning of the interferometer is chosen such that the interferometer reflectivity rifo
matches the signal recycling reflectivity rsr the cavity becomes impedance matched
and all incident light is transmitted. The interferometer output power is shown as
black curve. The gray area depicts a situation in which the rifo > rsr, such that
the cavity is undercoupled.
mirror amplitude reflectivities, respectively. On the cavity resonance,







which is maximized for rifo = 1. This is the interferometer dark-fringe
condition. Tuning the interferometer such that rifo > rsr results in an
undercoupled cavity (as seen from the input port). The power gain























Vacuum fluctuations are amplified with
√
Gsr (amplitude gain) for
f < fc. The expression for the relative shot noise level (Eq. (4.23)) is
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Figure 5.6: Scans of the signal recycling mirror position for different membrane
positions (upper plot). The dashed line (membrane position 0) shows the applied
piezo voltage in each plot. Bottom plot: Scans of the microscopic membrane
position for different (fixed) signal recycling mirror positions. The recycling mirror
reflectivity was r2sr = 99%.











Fig. 5.7 illustrates the interferometer sensitivity gain achieved by
signal-recycling for various recycling mirror power reflectivities r2sr and
allows for a comparison without signal-recycling.
The calculation assumes r2m = 0.17, d = Lsr + Lifo = 2(1.2 cm +
7.5 cm) = 17.4 cm and an optical input power of Pin = 1 W with no
loss in the cavity and a laser wavelength λ = 1064 nm.
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Figure 5.7: Displacement sensitivity enhancement due to a signal-recycling mirror.
First, shown as a function of signal-recycling mirror power reflectivity Rsr and
second, as a function of the cavity detuning. As comparison, the interferometer
sensitivity without recycling mirror is shown (this corresponds to Rsr = 0). Here,
an optical input power of 1 W was assumed, and a membrane power reflectivity of
r2m = 0.17.
product






Hence, higher optical gain comes at the expense of a narrower cavity
linewidth. Thus, to maintain a sufficient optical linewidth (bigger
than the mechanical resonance frequency fres ≈ 100 kHz) for high
optical gain, the cavity has to be short. For a signal recycling gain
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√
Gsr = 30 and a linewidth of 200 kHz, the cavity length (including
the interferometer arm length) has to be smaller than 10 cm [76].
This length was already considered when designing the experiment.
The interferometer arm length was chosen to about 7.5 cm, and the
distance between beam splitter and signal-recycling mirror is 1.2 cm.
5.1.3 Design considerations for the effective cavity
When designing the effective cavity of length L, the cavity stability
criterion has to be fulfilled
|g1g2 − 1| < 1 . (5.22)
Here, gi = 1− L/Ri with Ri being the radius of curvature of mirror i
and L is the optical length. As the membrane is flat, (Rm = ∞), Eq.
(5.22) results in 0 < L < Rsr. A more severe restriction follows from
the fact that the laser beam has a gaussian intensity profile. Here,
the beam waist w(z) is defined as the radial distance from the beam
axis center, at which the beam intensity has dropped to a fraction of
1/e2 of its maximum value. Its relation as a function of the distance









where z0 = πω
2
0/λ is the Rayleigh range, w0 is the minimum beam
size (z = 0), and λ is the optical wavelength.
The wavefront curvature of the beam is a function of propagated dis-









The radii of curvature of the wave front and of the mirror surfaces
have to match. For the plane membrane this corresponds to a waist
position at the membrane position, such that the radius of curvature
R(z) of the recycling mirror is determined by Eq. (5.24). For the waist
size on the membrane another restriction is given by the membrane
finite size. The waist size has to be small compared to the size of
the membrane, otherwise beam clipping occurs, resulting in optical
loss within the cavity. Assuming the membrane as circular aperture


















2/ω2 dt = e−2a
2/ω2 . (5.25)
For a > 5/2ω, the loss caused by beam clipping thus becomes smaller
than 40 ppm. This is a conservative calculation, however. In reality,
the loss is even smaller, because the membrane area is a square, not
a disc.
5.1.4 The impact of optical losses
Another issue is already mentioned by [76]: even if the cavity linewidth
was not limiting (if an arbitrarily small arm length was possible),
the signal-recycling gain would depend on the optical loss within the
cavity. In reality, the usage of a signal recycling mirror can increase
the interferometer sensitivity - or not.
Thus far, the interferometer alignment and all optics were assumed
ideal and there seems no reason not to increase rsr for a maximal
enhancement factor and thereby arbitrary low relative shot noise level,
as long as the relevant frequencies are still within the cavity linewidth.
In reality, however, a variety of reasons limit the maximally usable
signal recycling mirror reflectivity, such as non-ideal interferometric
contrast and optical loss within the interferometer. The impact of the
first is partially compensated by the so-called ’mode-healing’ effect
[54]. The optical loss cannot be compensated by this effect, however,
and needs to be considered. This is of particular importance for high
reflective recycling mirrors, whose power transmissivity Tsr is compa-
rable to the intrinsic optical loss of the interferometer.
An estimate of acceptable loss within the cavity can be derived from
the cavity transfer function. Loss in the cavity is modelled by its
amplitude de-amplification v within the cavity (compare Fig. 5.1).
Solving the general set of equations, the transfer function (for cavity







If |a0/b1| = 1, the signal-recycling gain is unity. Solving Eq. (5.26)













= 1 ⇒ 1− v2 ≈ t2sr/4 . (5.27)
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Figure 5.8: Signal-recycling gain as function of the signal-recycling mirror ampli-
tude transmissivity tsr for different loss parameters v in the cavity. For zero loss
(v = 1), the signal-recycling gain can reach arbitrarily high values. In all other
cases, it is limited and a maximum recycling gain exists.
For a signal-recycling mirror with r2sr = 0.99, t
2
sr = 0.01, recycling is
only beneficial for a loss significantly smaller than 0.25%. For the
model discussed above, it is also possible to calculate an optimum









= 0 ⇔ topt =
√
1− v4 . (5.28)
The resulting signal-recycling gain is depicted in Fig. 5.8. The opti-
mum signal-recycling gain is a function of loss, and is achieved for the
optimum amplitude transmissivity topt =
√
Tsr, such that tsr = 0.1
corresponds to a power reflectivity of Rsr = 99%. The maximum














5.1.5 Loss in the cavity
As discussed in the previous section, the losses in the interferometer
(and effective cavity) can cause a reduced displacement sensitivity.
Here, a brief estimation for the loss within the Michelson-Sagnac in-
terferometer will be presented. Each component of the interferometer
is assumed to be imperfect by means of their optical properties. How-
ever, their individual contribution to the overall losses differs signifi-
cantly.
SiN membrane The loss of the membrane is caused by the finite ab-
sorption during transmission through the membrane. Due to
the sub-wavelength thickness of the membrane, it is possible to
position the membrane in the node of the standing wave in the
Sagnac interferometer. In [84], we have shown that for an index
of refraction of silicon nitride (nSiN = 2.2 + i · 1.5 · 10−4) at a
laser wavelength of λ = 1064 nm [37], the membrane optical loss
can be smaller than 57 ppm.
Steering mirrors The loss caused by the steering mirrors depends on
the quality of their HR coating. High quality, ion beam sput-
tered multilayer coatings can achieve RHR = 99.999% which
corresponds to a round trip loss of 2 · 10 ppm.
Beam splitter The interferometer beam splitter is a dual source of
loss. First, the laser power has to be transmitted through the
substrate, causing loss by absorption. High quality fused silica
materials, such as Suprasil 3001 R© [127] provide optical absorp-
tion of 0.3 ppm/cm. A typical beam splitter thickness is a quar-
ter of an inch, such that each transmission under 45 ◦ causes a
0.3 ppm loss. The second source of loss is the anti-reflective coat-
ing on the back side of the beam splitter. Manufacturer speci-
fications for high quality AR coatings are RAR 6 0.01% [128],
but a more conservative estimation is RAR ≈ 0.01 − 0.05% =
100− 500 ppm, causing a loss of 2 · (100− 500 ppm).
The overall optical loss is thus dominated by the beam splitter. The
different loss contributions are depicted in Fig. 5.9. A conserva-
tive scenario assumes RAR = 0.05%, a more optimistic estimate is
RAR = 0.01%. Either way, the beam splitter contribution to the over-
all optical loss is dominant and the optical loss exceeds 200 ppm.
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conservative scenario optimistic scenario
Figure 5.9: Loss channels in the effective cavity. The beam splitter anti-reflective
coating is the largest source of loss. Left: conservative estimate of optical loss,
beam splitter RAR = 0.05%. Right: more optimistic scenario, beam splitter
RAR = 0.01% and thinner membrane, with slightly reduced spotsize on the mem-
brane.
5.2 Realisation of the recycled interferometer
When installing a high-reflective signal-recycling mirror into the in-
terferometer output port, this mirror must match the optical mode
defined by the interferometer optical mode, which is not guaranteed
a priori. The mirror radius of curvature has to match the curvature
of the optical wavefront, and the interferometer mode might be trans-
lated in the horizontal or vertical direction with respect to the central
axis of the recycling mirror. This problem is similar to the situation
in which the membrane might not be hit by the Sagnac mode, because
the Sagnac interferometer is invariant to pure beam translations, with
one additional complication: when the cavity is not resonant, no light
is transmitted. The amount of light transmitted on cavity resonance
furthermore depends on the interferometer tuning, which is unsta-
ble while working in the vacuum tank. During the installation, the
signal-recycling mirror position was continuously scanned, until opti-
cal modes were visible in transmission of the cavity. Fine positioning
was then accomplished by the remote controllable mounts. A scan of
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Figure 5.10: Setup of the signal-recycled Michelson-Sagnac interferometer. The
interferometer output mode is transmitted through a 10% beam splitter. The
beam split off is used to lock the recycling cavity. The main part of the output
is transmitted to a phase shifter and finally overlapped with a stronger light field
(the local oscillator) on a second, balanced homodyne beam splitter. Both light
fields have the same optical frequency. The two beam splitter output ports are
detected by two photo detectors. The difference of their signal is fed to a spectrum
analyzer and provides the power spectral density of the output field.
resonances correspond to a TEM00 mode and a smaller resonance of
the TEM10 mode, which could not be eliminated and was attributed
to a small misalignment within the interferometer.
5.2.1 Cavity length stabilisation scheme
To keep the cavity resonant for the laser light, an appropriate error
signal is required. In the experiment, this error signal was provided by
a modulation / demodulation technique. It requires a defined phase
modulation on one of the beams. In the experiment, this phase mod-
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Figure 5.11: To scan the cavity, a ramp voltage has been applied to the SRM piezo,
thus periodically changing the cavity length. The interferometer tuning was chosen
as to maximise the power in the TEM00 mode (corresponds to ≈ 3.0% fraction of
input power). The smaller peak is a resonance of TEM10 mode.
ulation was imprinted on the light field exiting the recycling cavity by
applying a sinusoidal frequency to the signal-recycling mirror piezo
actuator.
The cavity output power Ptrans(x) (for a fixed interferometer tun-
ing) is a typical cavity resonance profile (Airy peak) and was to
be maximized. Therefore, the microscopic position x of the recy-
cling mirror was modulated with a known frequency ωmod, such that
x(t) = x0 + a cos(ωmodt). Taylor expansion of Pout(x) at x0 now
yields







2 + . . . . (5.30)
A demodulation at frequency ωdemod = ωmod (multiplication with
cos(ωmodt)) thus provides a DC signal proportional to the derivative
P ′trans(x0) around x0. A fraction of the output power was split off
the interferometer output mode and detected by a photo detector.
The AC-filtered output was mixed electronically with a copy of the
modulation signal. The mixer output was low-pass filtered (fc =
300 kHz) and fed back to a control loop for the SR mirror position.











































Figure 5.12: Cavity output power and derivative. Left: theoretical cavity resonance
profile. The fractional output power is depicted as black trace, its first order
derivative is plotted in green. On the right side, a scan above the cavity resonance
is depicted. Black is the detected voltage on a photo detector in transmission of
the cavity, green is the error signal (both traces have been rescaled).
1 MHz was chosen. This relatively high frequency exhibits several
benefits. First, a high control-loop bandwidth after low-pass filtering
the signal and second, higher order harmonics of the modulation are
well outside the frequency range of interest (which is typically around
the mechanical resonances). The responses of both, the high-voltage
amplifier and the piezo ceramic transducer are typically zero at such
high frequencies, but it was still possible to generate an excitation of
the piezo by exploiting a very narrow mechanical piezo resonance.
This scheme was found to provide acceptable error signals as depicted
in Fig. 5.12 for the interferometer operated close to dark-fringe. The
signal to noise ratio of this error signal becomes arbitrarily small when
the interferometer is tuned to dark-fringe, however.
Because no further constraints on the function Ptrans were given other
than it actually exhibits some extreme value, this locking scheme can
also be applied to lock the relative phase between the local oscillator
and signal beam. In principle, it can also be used to lock the inter-
ferometer close to dark-fringe. The situation is complicated by the
fact that the error signal for the interferometer lock depends on the
signal-recycling gain. For a random position of the signal-recycling
mirror, the gain G for the interferometer control loop varies between











0.95 ⇒ G ≈ 6000 . (5.31)
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Figure 5.13: Schematic of the setup for measuring the effective cavity linewidth. An
EOAM modulates the input beam power, which is transmitted through the mode
cleaner. This acts as an optical lowpass. The transfer function was measured a)
directly in transmission of the mode cleaner and b) for additional transmission
through the effective cavity.
For a derivation, the reader is referred to the thesis of G. Heinzel
[119]. Eq. (5.31) explains why the signal-recycling mirror has to
be close to resonance before the interferometer can be locked. The
gain for the signal-recycling mirror on the other hand depends on the
interferometer tuning. Thus, to lock both, interferometer and cavity,
the membrane position already has to be correct before an appropriate
error signal for its lock can exist. The coupling of individual error
signals is of fundamental importance for any complex interferometric
setup and for gravitational wave detectors in particular [54].
5.2.2 Effective cavity optical linewidth
To measure the optical linewidth of the effective cavity, its frequency
response function was probed. Therefore, the laser light amplitude
was modulated by an electro-optic amplitude modulator in front of
the mode cleaner cavity, and the transfer function of the recycling
cavity was measured with a network analyser. This method has been
described in [129]. In the experiment, the setup used is depicted in
Fig. 5.13.
A reference output signal was applied to the EOAM in front of the first
mode cleaner cavity. The AC filtered output of a single photo detector
in transmission of the mode cleaner was used to obtain the transfer

























Figure 5.14: Normalised transfer function of the modulator, mode cleaner and pho-
todetector (green trace). An additional low pass behavior is observed in transmis-
sion to the effective cavity (grey trace), due to the finite linewidth. The modelled
low pass is shown as black, dashed line. The corner frequency (−3dBm) level is
reached for frequencies of about 1 MHz.
A measurement in transmission of the effective cavity, shows an addi-
tional low pass behaviour in the overall transfer function, attributed
to the finite cavity linewidth. The interferometer was operated close
to the dark-fringe in this measurement, such as to achieve the min-
imal possible linewidth. The linewidth (HWHM) was determined as
the −3 dB level. The result is depicted in Fig. 5.14. A cavity linewidth
of 1 MHz could be inferred from the measurement.
5.2.3 Displacement sensitivity
The shot noise equivalent displacement spectral density for the signal-
recycled interferometer was calculated numerically with a Finesse sim-
ulation script of the interferometer [118], see Appendix 8.1. The in-
terferometer is set to dark-fringe and is assumed to exhibit a per-
fect interference contrast. Furthermore, a signal-recycling mirror of
r2sr = 99.97% power reflectance was assumed and the interferometer
arm length was set to 7.5 cm. The distance between signal-recycling
mirror and beam splitter was 1.2 cm, and the membrane power re-
flectivity r2m = 17%. An equivalent optical input power of 200 mW
was assumed, and a mode matching of 80%. Thus, simulation and
experimental parameters match.
The simulation allows to incorporate loss into the cavity. The correct
amount of loss was determined by measuring the maximal transmit-
table fraction of the optical input power. This fraction measured to
be 3% (compare Fig. 5.15) for the TEM00 mode, which yields an op-
tical loss of about 1% in the interferometer. Compared to the lossless
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Figure 5.15: Left: Simulated displacement equivalent shot noise level of the signal-
recycled Michelson-Sagnac interferometer on dark-fringe with r2sr = 99.97%. Here,
the tuned case is considered for no loss (grey) and loss within the cavity (green).
Right: Transmittable fraction of optical input power for no loss (green) and loss
(grey). In case of 1% optical loss, a maximal fraction of 0.03 of optical input power
is transmittable through the effective cavity.
case, the displacement sensitivity is significantly reduced. A compari-
son of the shot noise equivalent displacement in both cases is depicted
in Fig. 5.15. The recycling gain is approximately unity, such that no
increase in displacement sensitivity was expected.
It is necessary to keep in mind which assumptions were made to sim-
ulate the sensitivity and to critically analyse to which degree they are
justified. Especially the condition for dark-fringe operation of the in-
terferometer is not fulfilled in reality, as this eliminates the error signal
of both the cavity and the homodyne phase lock. The interferometer
is tuned slightly off dark-fringe, causing an increased amplitude trans-
missivity towards the laser port and will thereby increase the relative
shot noise level even further, as will optical loss in the detection path.
The above considerations may be summarized as follows: In case of
signal-recycling, and to achieve an enhanced displacement sensitivity,
it is mandatory to operate the recycling cavity undercoupled. Side
bands generated inside the cavity will then leave towards the detec-
tion port. For given optical loss, the signal-recycling gain exhibits a
maximum value for one particular reflectivity of this mirror.
A further increase will result in the same resonant enhancement of










Hence, the signal-recycling gain is reduced again. Yet, there are good
reasons to install very high-reflective end-mirrors. This will be issued
in the next Section.
5.3 Opto-mechanical interaction
This section describes the opto-mechanical interactions within a signal-
recycled Michelson-Sagnac interferometer. To understand some of the
interaction effects, such as the optical spring, parametric instabilities
and optical cooling, it is intuitive to imagine the system as an effective
Fabry-Perot cavity, which also exhibits these features. In this case, one
of the two cavity mirrors is replaced by the effective, Michelson-Sagnac
interferometer, which acts as an effective mirror when operated close
to dark-fringe. The reflectivity of this effective mirror then depends
on the microscopic membrane position.
It has to be kept in mind that a linear cavity is different from a
two-path Michelson-type interferometer by nature. A linear cavity
contains a single optical mode, a Michelson (or Michelson-Sagnac) in-
terferometer overlaps two optical modes on a central beam splitter.
In a linear cavity, the microscopic position of the oscillator modi-
fies the cavity length (and associated resonance frequency and FSR),
and thereby the cavity resonance frequency. In case of the recycled
Michelson-Sagnac interferometer, the membrane position does not
modify the length of the effective cavity, but modifies the complex re-
flectivity of the effective mirror in Eq. (5.10). It thereby modifies both
the resonance frequency and the linewidth of the cavity. It is due to
this dependence that the full interaction exhibits additional features,
such as conditional instabilities and cooling on signal-recycling cavity
resonance.
Fabry-Perot cavity
A linear, Fabry-Perot cavity is a frequently used topology throughout
the field of opto-mechanics [28, 29, 36, 49, 130]. The cavity consists of
two mirrors (compare Fig. 5.16), with one mirror serving as harmonic
oscillator while the second mirror is assumed fix. The oscillating mir-
ror is assumed to exhibit unity amplitude reflectance r2 = 1 and the
input mirror amplitude reflectivity r1 < 1 and transmissivity tin with
t21 = (1− r
2
1), in case of zero loss within the cavity. For convenience,
the following section considers angular frequencies ω = 2πf. If the
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Figure 5.16: a) A high-reflective os-
cillator (r = 1) and an input mir-
ror (r1, t1) build a linear cavity.
The laser field is incident from the
left and indicated in green color.
b) Power build-up in the cavity as
function of oscillator position. On
cavity resonance (dashed, grey line,
the power is maximal. The deriva-

















, n ∈ N , (5.32)








































Here, three approximations were made. First, arcsin(x) ≈ x, which is
valid for x ≪ 1. Second, √r1 ≈ 1, and finally
|t1|
2 = (1− r21) = (1+ r1)(1− r1) ≈ 2(1− r1) . (5.34)
All of these approximations are valid for r1 ≈ 1. On resonance, the
power build-up in the cavity is maximal, as can be seen from |a2|
2
in Eq. 5.3. In this situation, a constant optical force Frp is caused
by the power within the cavity, which has to be stabilised by some
kind of feedback. The oscillator now experiences a position dependent
optical force. The sign of the force depends on the detuning: Suppose










length L. When the oscillator moves towards (away from) the input
mirror, more (less) power is build-up within the cavity, causing a
larger (smaller) repulsive optical force. If the initial length L0 < L, the
optical force is not repulsive but attractive. The position dependent
optical force can be considered as an optical spring [131] in linear
approximation. However, because of the finite cavity decay rate, the
cavity can not react to a change of length instantaneous, such that
there exists a frequency dependent time delay between the change of
length the optical force. The oscillators equation of motion is modified
by an additional optical force Frp(ω) = −κ(ω)x(ω). It can be shown





(γcav − iω)2 + δ2
. (5.35)
Here, Pcav is the laser power inside the cavity. The optical spring
constant K and optical damping Γ result out of the real- and imaginary
part of κ(ω), with
K = ℜ[κ(ω)] =
4ωcPcav
cL
δ(δ2 + γ2cav −ω
2)









|δ2 + (γcav − iω)2|2
. (5.37)
The above expressions modify both the mechanical damping and the
mechanical resonance frequency. The oscillator effective damping is
then given by
γeff = γ+ γOM, γOM = Γ . (5.38)








0 = k/m , ω
2
OM = K/m . (5.39)
It can be seen from Eq. (5.37) that the strength of the optical spring
depends on the available input power Pin and the cavity enhancement
factor. Thus, a high cavity finesse (and small, associated linewidth
γcav) is beneficial.
5.3.1 Parametric instability
An interesting consequence follows out of Eq. (5.38). Due to the abil-
ity to generate negative optical damping γOM < 0, it is possible to
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generate an anti-damped oscillator γeff < 0, with an effective quality
factor Qeff = mω
2
eff/γeff < 0. In this case, the faintest excitation
at this frequency gets amplified exponentially, as can be seen from
Eq. (3.33). Note that in the case of a linear cavity, this is possible
only for one sign of the cavity detuning, namely where the optical
spring acts anti-damping and restoring. In fact, this behaviour can
be observed in the signal-recycled Michelson-Sagnac interferometer
as well. When a signal-recycling mirror with a power reflectivity of
RSR = 99.0% was installed and the interferometer input power was
increased above 1 mW, a parametric instability was observed for one
particular detuning of the cavity. To demonstrate the effect, the cavity
length was scanned by applying a saw-tooth high voltage to the signal-
recycling mirror piezo actuator, which thereby modified the length of
the effective cavity. The membrane position was chosen near to the
interferometer dark-fringe for these measurements. The cavity output
power time series is depicted in Fig. 5.17. A parametric instabil-
ity is observed only for one particular sign of cavity detuning δ. The
frequency of oscillations were found very close to the fundamental res-
onance frequency of the oscillator, such that within the measurement
precision, no noticeable change of frequency was observed. This is
explainable by the fact that K and Γ can still be small to produce the
instability: In case of a high-frequency, high-Q mechanical oscillator,
the mechanical damping γ is small and it only requires slight optical
anti-damping to overcompensate it. Thus, the (absolute) modification
to the mechanical resonance frequency will also be small.
Parametric instabilities are the mechanical analog to the process of
optical lasing. They are a well known feature of optical springs, and
have been observed in other opto-mechanical setups [44, 133–136].
5.3.2 Optical cooling
For the opposite detuning of the cavity, the optical spring causes opti-
cal damping Γ , which suppresses oscillator position fluctuations. The
thermal excitation spectrum of the oscillator is unchanged by optical
forces [44], such that to maintain the form of Eq. (3.23) (and neglect-
ing technical laser noise), an effective temperature Teff is introduced,































































optical heating optical cooling
Figure 5.17: Scans of the signal-recycling cavity length. The measurement was
performed with a RSR = 99.0% mirror. If the scan velocity is slow, one detuning of
the cavity excited oscillations with precisely the membrane fundamental resonance
frequency. The amplitude of this oscillation is exponentially increasing. If the scan
velocity is high, the oscillations can not build up, and are not observed (bottom
plot).
profile and the two regions of optical damping and anti-damping. Ac-
cording to Eq. (5.40), this corresponds to optical cooling and heating.
Optical cooling is not identical to physical cooling. In the latter case,
the sample temperature T is reduced, while in the first case, the os-
cillator is coupled to an additional temperature reservoir, the optical
field, which is effectively at zero temperature. Therefore the net effect
is to reduce the effective temperature of the oscillator. This comes
the cost of an equal decrease in the quality factor. Also, there is an
implicit frequency dependence in Γ , Γ = Γ(ω), such that the damp-
ing is frequency dependent. Some mechanical modes might be cooled
optical, while others might not be.
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Dispersive and dissipative coupling
In a linear cavity, the oscillator position modifies the cavity length L.
Thereby, the cavity resonance frequency ωc is modified, resulting in
an altered resonance condition for the optical field within the cavity
(dispersive coupling). The cavity linewidth γ is also affected by the
oscillator position, as can be seen from Eq. (5.33). The oscillator
thereby causes a modified cavity decay rate, such that this mechanism














gω/gκ = ωc/γcav = F ,
with F being the cavity finesse. Since typical cavity finesse values
fulfil F ≫ 1, the coupling is highly dispersive. Dispersive coupling is
the leading order interaction in linear cavities.
In the effective cavity of the signal-recycled Michelson-Sagnac interfer-
ometer, the microscopic position of the membrane modifies the com-
pound Michelson-Sagnac mirror reflectivity rifo, whereas the total op-
tical length of the cavity remains constant (one arm extends while the
other is shortened). Thus, a direct modification of the cavity finesse
F is possible (compare Eq. (5.10)).
Dissipative coupling and its implications have been theoretically stud-
ied in [52, 137]. In case of this coupling mechanism, the unsymetrised
back-action force spectral density features a Fano line shape (instead
of a Lorentzian resonance profile). This is a direct result of the inter-
ference of a resonant and a non resonant process. As a consequence,
the coupling allows for strong optical cooling in the unresolved side
band regime. This is impossible in linear cavity opto-mechanical se-
tups.
An experimental demonstration of dissipative coupling is given in
[138]. In [53] it was shown that the signal-recycled Michelson-Sagnac
interferometer can allow for a strong and purely dissipative opto-
mechanical coupling, under the assumption of a perfect mirror in the
interferometer output port. In the previous chapter, the consequence
























Figure 5.18: Schematic of the
signal-recycled Michelson-Sagnac
interferometer. The effective
length L of the recycling cavity is
L = lsr + Larm + l.
Scaling law
The scaling law [139] states that the Fabry-Perot scenario also applies
to an interferometer with highly reflective recycling mirror, in case of
operation on dark fringe. However, dark-fringe operation represents
a particular choice of interferometer tuning only: A dark-fringe off-
set not only results in a modified compound mirror reflectivity, but
also in anomalous back-action effects, which are not covered in the
expression for the optical spring deduced linear cavity picture. Since
DC readout (off-dark fringe operation) is the method of choice for all
large scale GW detectors at the moment, a more accurate description
of the interaction is provided by a the theoretical analysis in [140],
which can also be applied to the signal-recycled Michelson-Sagnac in-
terferometer.
5.3.3 Optical spring in the Michelson-Sagnac interferometer
The general equation for the complex optical spring in a Michelson-
Sagnac interferometer can be derived by calculating the fields imping-
ing on the membrane using a transfer matrix approach [141] for the
input and output optical fields. In the Michelson-Sagnac case, the
calculation is quiet cumbersome and beyond the scope of this work.
Instead, the expression for a small interferometer offset from dark-
fringe is given by [140]
95














2 − 4(γtotγm + ∆δm)]
∆2 + (γtot − iω)2
+
2i(γsrδm + γmδsr)ω+ δmω
2
∆2 + (γtot − iω)2
}
.
Here, the notation is as follows. The total length of the signal-
recycling cavity is L, which is composed of
L = lsr + Larm + l , (5.43)
where Larm is the distance between beam splitter and steering mir-
rors, lsr depicts the distance between signal-recycling mirror and beam
splitter. l is exactly half the distance between the steering mirrors,
which corresponds to a dark-fringe here (this can be achieved by an ap-
propriate choice of beam splitter phases). Then, the arm lengths due
to membrane displacement δl/2 = ǫ from dark-fringe are la = l−δl/2
and lb = l+ δl/2, such that lb − la = δl and lb + la = 2l. The total
cavity linewidth γ is a composition of two terms now [140], given by
γtot = γsr + γm , (5.44)
where γsr and γm are the contribution from both the finite recycling













Here, the expression for γm is derived from Eq. (4.12) for the in-
terferometer close to dark-fringe and with 2x = ǫ. Equation (5.44)
provides an intuitive understanding of why the perfect mirror results
in the strongest dissipative coupling: For t2sr = 0, the contribution
γsr = 0, and γtot is given by the γm only. The cavity will be over-
coupled for any membrane position. The total cavity detuning ∆ is
defined by
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Figure 5.19: Real (K, black line) - and imaginary part (H, green line) of the optical
spring κ(ω) in the Michelson-Sagnac interferometer, calculated for ω = ωm. In
the left figure, the membrane position is chosen to coincide with a dark-fringe
position, γm = 0. The optical rigidity and damping vanishes for ∆ = 0. Right:
interferometer operated with approx. 1/30 λ dark-fringe offset.
where δsr and δm are the detuning of the signal-recycling cavity and
interferometer respectively.
The optical spring κ for the Michelson-Sagnac interferometer exhibits
a more complex shape than that in case of a Fabry-Perot cavity, even
with the approximation of close-to dark-fringe operation. It especially
depends on both, interferometer detuning from dark-fringe ǫ and cav-
ity detuning δsr. Some special cases shall be considered here briefly.
Tuning the interferometer to dark-fringe (ǫ = 0 → δm = 0) simplifies
the Eq. (5.42), such that the expression resembles the ones from the
Fabry-Perot cavity. It then exists only one zero-crossing of damping
Γ , Γ(ω) = 0 ⇔ δsr = 0. This situation is depicted on the left of
Fig. 5.19. Thus, for the signal-recycling cavity on resonance and the
interferometer precisely on dark-fringe, the oscillator parameters are
unmodified by the coupling to the cavity field. Therefore, the noise
budget in [86] holds.
For ǫ 6= 0, another feature of the coupling becomes evident directly
out of Eq. (5.42). Even if the detuning δsr contribution of signal-
recycling mirror is zero, δsr = 0, not all terms disappear, implying
optical modification of the oscillator on signal-recycling cavity reso-
nance. This is most obvious by the last contribution δmω
2 in the
imaginary part of the optical spring in Eq. (5.42). This situation is
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Figure 5.20: Numerically calculated modification of the membrane mechanical
quality factor due to the optical spring. Here, an optical input power Pin = 50 mW
was assumed. Left: Operation on dark-fringe. The quality factor is reduced for
positive detunings ∆. Right: dark-fringe offset of ksi = 0.03λ. The initial quality
factor (shown as dashed line) can be decreased by several orders of magnitude on
resonance, e.g. ∆ = 0. The initial quality factor is depicted as black, dashed line. A
region of anomalous (conditional) instability is expected on for 2γtot < ∆ < 4γtot.
depicted on the right side in Fig. 5.19.
These exemplary situations highlight the difference to the linear, Fabry-
Perot cavity setup, in which the optical spring vanishes on cavity res-
onance.
5.3.4 Conditional instability
For a sufficiently large dark-fringe offset, a second region of anoma-
lous instability is predicted by theory [140, 142] for the (otherwise)
damping detuning of the signal-recycling cavity. A comparison of the
modified mechanical quality factor for operation on and off dark-fringe
is depicted in Fig. 5.20. The anomalous instability occurs in the right
figure, in a region of 2γtot < ∆ < 4γtot. It is referred to as conditional
instability in the following context, as it emerges only if the optical
input power and the dark-fringe offset of the interferometer exceed a
certain threshold.
According to Eq. (5.42), the threshold detuning of the signal-recycling
cavity δsr for this instability depends on the optical input power and
the interferometer detuning from dark-fringe. Indeed, this behaviour






























Figure 5.21: Instability on both sides of the cavity resonance. The green line is the
undisturbed cavity resonance peak (as capture with a fast scan). Grey shows the is
the interferometer output power, normalised to the maximum transmittable power
Pmax. The expected instability on the left side of the resonance is observed as well
as a second region of conditional instability for the opposite detuning. Here, the
input power was Pin = 50 mW.
eter was manually detuned from dark-fringe, and the signal-recycling
cavity mirror position was scanned once again with a triangular volt-
age, applied to the SRM piezo actuator. The output power time series
was monitored with the locking photo detector (compare Fig. 5.10).
The measurement outcome is depicted in Fig. 5.21.
The green trace shows the unperturbed cavity resonance profile as
captured with a high scan velocity (as shown in Fig. 5.11). The grey
line depicts the actual measured fraction of output power Pout/Pmax
as function of time (cavity detuning from resonance), approaching res-
onance from the left side. At t = 2 s, the cavity reached the regime of
parametric instability, causing an exponential increase of oscillations
with the membrane resonance frequency ω0. At t = 5.5 s, the cavity
reached resonance (zero detuning). The parametric instability stops
instantly, and the oscillator behaviour switches into a self-sustaining
oscillation with increased amplitude. During this ’conditional’ insta-
bility, no exponential amplification is observed, in contrast to the
parametric instability for the opposite detuning. The conditional in-
stability is interrupted only by the ongoing shift of the signal-recycling
mirror at around t = 10.5 s. The conditional instability can not be
produced in a purely dispersive coupling, in which case the damp-
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ing for this sign of the signal-recycling cavity detuning δsr is always
positive, never negative.
During the parametric instability, the time series of the interferometer
output power contained a dominant modulation at the frequency of
the fundamental mechanical resonance of ωm/(2π) = 133 kHz. Dur-
ing the self-sustaining conditional instability, the frequency spectrum
of the output power time series was dominated by one a multiple of the
fundamental mechanical resonance frequency, such that the time se-
ries contained a dominant modulation at ω/(2π) = n · 133 kHz, with
n being an integer. For multiple measurements, n was mostly found
within a small interval, n ∈ {1, 2, 3}. At this time, the exact dynamics
causing this behaviour are not fully understood and need to be in-
vestigated in more detail, both experimentally and theoretically. It is
possible that the effect is in analogy with the so-called limit-cycle be-
haviour [135, 143], known from linear cavity opto-mechanical setups.
Here, the threshold of the conditional instability was investigated
closer. Therefore, the membrane microscopic position was first cho-
sen to maximize the transmittable output power Ptrans of the cavity
while scanning the microscopic position of the recycling-mirror. The
cavity resonance profile in transmission of the cavity was monitored
continuously with the locking photo detector again.
The scanning of the recycling mirror was stopped, and the SRM po-
sition was manually shifted towards cavity resonance by applying a
high-voltage to the piezo ceramic transducer of the SRMmirror. Thus,
both ∆ and δsr were reduced from an initial positive detuning (ap-
proaching the cavity from the conditionally stable side of the reso-
nance), and the relative height of the cavity resonance profile was de-
noted, allowing to calculate the detuning δSR. This threshold tuning
was determined for different optical input powers and interferometer
positions. The result is depicted in Fig. 5.22.
Here, different lines correspond to measurements at constant inter-
ferometer detuning from dark-fringe (constant ksi). The dark-fringe
offsets were chosen such as to (first) maximise the transmittable laser
power through the system. Then, the dark-fringe offset was reduced
to transmit a half (quarter) of the maximum transmittable power. For
each input power and dark-fringe offset, the green areas indicate an
area of conditional instability. On the right side of the figure, the rel-
ative height was converted to corresponding total detuning ∆ in units
of the total cavity linewidth γtot. The existence of the conditional
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Figure 5.22: Measured threshold of the signal-recycling cavity detuning for the
conditional instability. Lines are used to indicate measurements at a particular
interferometer offset from dark-fringe (constant ksi). Green areas depict regions of
conditional (anomalous) instability. Right: Conversion of the left data into total
detuning ∆, given in units of total linewidth γtot.
a quantitative comparison of experimental data for the threshold and
the numerically calculated values is the subject of ongoing research.
To summarise this section, it can be stated that lock acquisition of
the cavity is possible but non-trivial. The error-signal for the cavity
lock becomes meaningful (exhibits the right sign) only within the cav-
ity linewidth (see Fig. 5.12). Tuning the cavity length to resonance
manually from a far detuned state is not possible if the combined in-
put power and dark-fringe offset of the interferometer will result in a
conditional instability, before the cavity is resonant. Approaching the
resonance from an opposite, far detuned state will encounter the para-
metric instability before resonance is reached. The huge amplitude of
the increasing oscillation was found to saturate the mixer electronic
and thereby spoofing the error-signal.
A possible solution for high optical input powers with non-vanishing
dark-fringe offset might be to make the cavity resonant with a low
optical input power and to switch on the stabilisation. In this state, it
should be possible to increase the input power, such that instabilities
would occur for the detuned cavity, but since the cavity is already
resonant (tuned) there is no need to leave resonance. This method
would require an adaptable gain in the electronic feed-back to initiate
the lock with low input powers (Pin < 10 mW), which then needs to
be reduced when increasing the optical gain by a higher input power.
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Figure 5.23: Interferometer output power spectra (green lines) around the me-
chanical resonance frequency for different optical input powers Pin. The noise level
were normalised to the individual, measured shot noise level (plotted in grey).
The effective quality factor Qeff was inferred from the FWHM of the mechanical
resonance.
The realisation of such an electronic feed-back is feasible and should
then allow to operate the experiment precisely on resonance. For
the interferometer on dark-fringe and operation precisely on cavity
resonance, the optical spring is ’switched off’ and the quantum noise
calculations in [86] hold.
5.3.5 Observation of optical damping
When increasing the optical input power Pin, the shape of the me-
chanical resonance in the interferometer output spectrum was broad-
ened, indicating optical damping as expected from the complex optical
spring Eq. (5.42). Moreover, the signal to shot noise ratio seems re-
duced, even though the optical input power was increased. This was
attributed to the effect of optical cooling to an effective temperature
Teff < Tini = 300 K, as is anticipated from Eq. (5.40). Interferometer
output spectra for three different optical input powers are are shown
in Fig. 5.23.


























Figure 5.24: Calculated effective
quality factor Qeff as function of
signal-recycling detuning δsr in
units of total cavity linewidth γtot.
The optical damping is calculated
for three different optical input
powers Pin = 10 mW, 50 mW and
200 mW with an interferometer
arm length imbalance of 0.0125 λ.
An optical loss of 1% was taken
into account. For Pin = 200 mW,
|δsr| 6 0.1 γtot, an effective quality
factor of approximatley 2300 is
expected.
spectra, allowing for a direct determination the mechanical quality fac-
tor by Eq. (3.17). Because of high initial quality factor, this method is
less reliable for small damping because of the absolute error due to the
minimum frequency resolution of 1 Hz of the spectrum analyser. For
a quality factor of 5.8 · 105 and a resonance frequency of f = 130 kHz,
the FWHM is 224 mHz.
To obtain the spectra, the signal-recycling cavity was locked on cavity
resonance, δsr 6 0.1γsr. In case of Pin = 200 mW, it was not possible
to lock the cavity precisely on resonance, despite an appropriate error
signal with correct offset (as shown in Fig. 5.12). If locked with a
100 mV pk-pk error signal, a non-vanishing error of Vlock = 10 mV
was noticed during lock and could not be reduced by a higher control-
loop gain, nor by an increased control loop bandwidth. The signal-
recycling cavity was thus detuned by about 160 kHz ≈ 0.1γsr. It is
possible that this effect was related to the optical spring, which pre-
Table 5.1: Determined mechanical quality factors for different optical input powers
Pin with an arm length imbalance of ksi = 0.0125 λ. An absolute measurement error
of ±2Hz causes a minimum and maximum effective quality factor Qmaxeff , Qmineff





10 mW 6.5 Hz 138.5 21307 16235 30666
50 mW 27.5 Hz 140.6 5112 4766 5513
200 mW 80 Hz 138.4 1730 1687 1774
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vents operation precisely on cavity resonance. This seems conceivable
because this detuning bears resemblance to the membrane mechanical
resonance frequency.
The setup for the measurement is shown in Fig. 5.10. The output
power spectra were analysed with the balanced homodyne detector in
transmission of the cavity. Thereby, the full laser power was avoided
on the detector, which would be the case for a detection in reflection of
the cavity. All spectra were limited by optical shot noise. According
to Eq. (5.40), a reduced quality factor is associated with a reduced,
effective temperature Teff. When laser noise is neglected, this allows to
calibrate the spectrum to m/
√
Hz, as the displacement noise close to
the mechanical resonance has to match the predicted thermal noise.
Then, the relative shot noise level is determined as thereby. It was
found at 8.0 · 10−16 m/
√
Hz, and therefore higher than the value that
was estimated from the model presented in Sec. 5.2.3. This was at-
tributed to the dark-fringe offset of the interferometer, which results
in an over coupled signal-recycling cavity and thereby reduced the
signal-recycling gain significantly. However, an independent calibra-
tion is required in a future setup. Here, the calibration follows out of
Teff ≈ 1 K and Eq. (5.40).
An accordingly calibrated interferometer output spectrum for an in-
put power of Pin = 200 mW is depicted in Fig. 5.25. It shows the
interferometer output spectrum around the fundamental resonance
of the membrane, which was increased by about 5 kHz (3.8% of the
initial frequency). The orange line depicts thermal noise of the mem-
brane with Teff ≈ 1.0 K and Qeff ≈ 1730. The measured mechanical
quality factors are in reasonable agreement with the theoretical pre-
diction, if optical loss is considered and given the uncertainty of the
experimental parameters. Also, the interferometer was not locked
during these measurements. Instead, a constant dark-fringe offset
during the measurements was ensured by scanning the position of the
signal-recycling mirror before and after the measurment of the spec-
trum. Subsequently, the cavity resonance output power profiles were
compared measurements were. In the case of same mean membrane
position, the maximum transmitted power through the cavity is the
same. The calculated optical damping for this particular optical input
power is shown in Fig 5.24. The resulting shot noise level is higher
than the value derived in Sec. 5.1.4. This was attributed to the fact
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Figure 5.25: Calibrated output power spectrum with (blue trace) and without
signal-recycling mirror (green trace). In the first case, the cavity was close to
resonance δsr < 0.1γtot. The mechanical resonance is clearly broadened. The
resonance frequency is increased due to the ordinary long-term drift of the me-
chanical resonance. The sum of shot noise (grey trace) and thermal noise of
the oscillator is depicted as orange, dashed line. The effective quality factor was
Qeff ≈ 1730, corresponding to Teff ≈ 1.0 K. The relative shot noise level then yields
8.0 · 10−15 m/
√
Hz.
to the impedance mismatch of the cavity due to internal optical loss.
In the measurement, the resonance frequency of the fundamental os-
cillation mode was shifted by about 3 kHz towards higher frequencies.
The difference to the measured resonance frequency without the re-
cycling mirror is not caused by the optical spring, but by long-term
drifts of the resonance. The resonance frequency of the investigated
SiN membrane is long-term stable only to a fraction of about few
percent and is influenced, for example by laboratory conditions such
as temperature. However, no perceivable influence on the mechan-
ical quality factor of a SiN membrane was observed in all previous
measurements.
Comment about the marker peak
The marker-peak method was not used to calibrate the spectra be-
cause its displacement varied in an unpredictable manner. In particu-
lar, the signal-to shot noise level of the marker was reduced for higher
optical input powers, indicating that the excitation of the membrane
center of mass had changed - otherwise, this effect is unexplainable.
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This was interpreted as follows: The excitation for the calibrated
marker was not directly given to the membrane fundamental mode (as
this is not possible), but instead was applied to the piezo indirectly
connected to the silicon frame. In presence of a strong optical spring
with perceivable suppression of membrane motion (optical damping),
the frame might still perform the same movement but the membrane
center does not. Since only the membrane displacement is read out,
the marker peak will not be a reliable calibration method. If this
explanation is correct, a possible solution is to actuate not the mem-
brane (as it is subject to the optical spring), but introduce a signal
by actuating one of the steering mirrors instead. The effect of the
optical spring to this massive object is expected small, such that it
could provide a more reliable and independent calibration method.
5.3.6 Reduction of interferometer loss
If the optical losses within the interferometer can be reduced by one
order of magnitude to about 0.1%, an even stronger optical damping
(and cooling) is expected. Such loss should be feasible given the con-
siderations in Sec. 5.1.5. In the case of this loss value, the effect of
the optical spring on the effective mechanical quality factor and the
mechanical resonance frequency is shown in Fig. 5.26. Here, different
values for ksi are considered to illustrate the emergence of the con-
ditional instability. The right subplot depicts the induced frequency
shift of the mechanical resonance, which is found approximately 1 kHz
around zero detuning of the signal-recycling cavity δsr.
A minimum value for Qeff ≈ 20 is achieved for a detuned signal-
recycling cavity in the case of operation on dark-fringe. For a dark-
fringe offset of (ksi = 0.005 λ), the effective quality factor on signal-
recycling cavity resonance is reduced to about 60, a reduction of about
4 orders of magnitude. The achievable temperature in this case would
be estimated according to Eq. (5.40) to Teff = 30 mK, which, in turn
results in a mean occupation number oscillator occupation number
of (compare Eq. (6.3)) of n = kBTeff/(ωm h) ≈ 4718, in the case of
an initial oscillator temperature of T = 300 K (room temperature).
Conducting the experiment at cryogenic temperatures can decrease
this number significantly. Subsequently, the application of cryogenic


















































Detuning )tot/γsrδ( Detuning )tot/γsrδ(
Figure 5.26: Modification of the mechanical quality factor with 0.1% optical loss
within the interferometer for different values of ksi in units of wavelength λ. Here,
Pin = 200 mW, Qini = 5.8 · 10
5 and ωm/(2π) = 133 kHz are assumed. The abrupt
end of the traces in the left figure is due to the method of the numerical calculation.
5.4 Chapter summary
This chapter described the principle of opto-mechanics in the exam-
ple of a two-mirror linear cavity and summarised definitions to de-
scribe this arrangement. An effective cavity, established by placing
a high-reflective mirror in the Michelson-Sagnac interferometer out-
put was investigated with regard to the cavity transfer functions,
both for external as internal (signal) input. A model to estimate
the impact of optical loss was introduced, and its implications to
the (recycled) interferometer sensitivity was discussed. The chapter
also presents the experimentally realised cavity setup and explains the
locking scheme used to keep the cavity resonant for the laser field. The
opto-mechanical interaction in the signal-recycled Michelson-Sagnac
interferometer exhibits multiple features known from linear, Fabry-
Perot type opto-mechanical experiments. Thus, both setups were
compared with regard to their individual optical spring. The theoreti-
cal model for the optical spring was tested and qualitatively confirmed
by observing a conditional instability on the (otherwise) cooling side
of the signal-recycling cavity resonance. This instability is both de-
pendent on the interferometer offset from dark-fringe as on the input
laser power. The mechanical resonance was broadened in the interfer-
ometer output spectra for high optical input powers, as expected from
additional optical damping due to the complex optical spring. From
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the FWHM of the mechanical resonance, a minimal effective quality
factor of Qeff = 1730 could be inferred, which is in good agreement
with the theoretical prediction of Qcalceff = 2300. In contrast to pre-
vious experiments [111], a balanced homodyne detector was used for












Cryogenic cooling of the
interferometer
This chapter addresses the effort of operating a Michelson-Sagnac in-
terferometer at cryogenic temperatures and associated experimental
challenges. The cryogenic system, its function principle and an cus-
tom interferometer prototype for operation at cryogenic temperatures
are presented. The chapter closes with the presentation of membrane
displacement spectra at temperatures below 10 K and an overview
about identified problems and possible solutions.
6.1 The need for low temperatures
In a situation in which the interferometer is limited by the thermal
noise of the oscillator (compare Fig. 4.29), the application of cryo-
genic cooling can cause a significant enhancement of the displacement
sensitivity. This is of particular interest when the measurement preci-
sion is to be increased by signal-recycling, as the measurement will be
limited by the phase fluctuation caused by thermally excited motion
of the membrane long before radiation pressure effects will be observ-
able. The ratio of thermal noise to radiation pressure noise can be













For a realistic scenario (r2m = 0.3,ω0/(2π) = 75 kHz,m = 125 ng)
and experimental parameters, their ratio is given by
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For the reasons discussed in Section 5, the signal-recycling gain will be
limited and probably
√
Gsr < 30. Without significant enhancement of
the input power (power-recycling), and for typical laser wavelengths
532 nm < λ < 1550 nm, achieving a unity ratio is rendered impossible
at room temperature.
6.2 Concepts for cryogenic cooling
Cryogenic cooling can be provided in several ways, and there are var-
ious cryogenic topologies for manifold experimental situations [144].
The choice of which cryogenic system to use depends on several as-
pects. Obviously, the minimal achievable temperature is important,
but the complexity of the cryogenic system itself and the effort to
operate it also impact the decision. Operation and maintenance costs
are to be considered as well.
Usage of ultra cold gases, such as 4He or its rare, much more expensive
isotope 3He allow for temperatures below 4 K and < 300 mK, respec-
tively. Modern dilution refrigerators also allow for a ’dry operation’,
without the need of external supply of liquid gases, which simplifies
their application as infrastructural requirements are eased, e.g. no he-
lium gas recovery lines and collecting is necessary. However, pumps
and compressors are still required. These components typically con-
tain moving parts and produce noise and vibrations, which are to be
kept to a minimal when performing low frequency (f 6 10 kHz), high
precision measurements nearby.
Thus, application of cryogenic cooling in gravitational wave detectors
is still uncommon. Future gravitational wave detectors are expected
to be limited by mirror thermal noise in their most sensitive frequency
region however (compare the anticipated noise budget of the advanced
LIGO detector in Fig. 1.1). For this reason, the usage of cryogenic
temperatures in a GW detector will be realised in the Japanese KA-
GRA [145] detector for the first time. Beyond this, temperaturess of
around 10 K are also anticipated for the Einstein telescope [146] to
overcome sensitivity limitations caused by thermal noise.
In opto-mechanical experiments, cryogenic cooling is well-established.









6.3 The Gifford-McMahon cryocooler
iments typically operate at very high frequencies f > 100 kHz, where
mechanical disturbances less likely degrade the measurements out-
come. And second, the required setups are often times very compact
in size, such that the working volume of the cryogenic system can be
kept small or designed to only cool the micro-mechanical oscillator.
One major motivation for cryogenic cooling in opto-mechanical ex-
periments is to achieve the mechanical ground state of a mechanical
oscillator, e.g. a small phonon occupation number n. For a harmonic
oscillator of resonance frequency ω0 and temperature T , the occupa-
tion number is given by




Per definition, the mechanical ground state of motion is reached when
n < 1 is fulfilled. Considering Eq. (6.3) it is not surprising that the
first micro-oscillator brought to its mechanical ground state had a res-
onance frequency of ωm/(2π) = 6 GHz [51]. For this frequency, the
system is in its ground state for temperatures T < 280 mK, a tem-
perature one order of magnitude larger than state-of the art dilution-
refrigerators base temperatures of about 20 mK and two orders of
magnitude higher than the base temperature reported in [147]. For
an extended overview about cryogenic methods the reader is referred
to [148].
For oscillators with lower resonance frequencies (such as in [149]),
the ground state is not achievable by pure coupling to the ultra cold
heat bath supplied by the cryostat. Instead, the ground state can be
reached by a combination of cryogenic assisted resolved optical side-
band cooling techniques [49, 50]. Optical cooling in the unresolved
side band regime can also lead to close-to ground state occupation
numbers [53].
6.3 The Gifford-McMahon cryocooler
During this thesis, and within a supervised masters thesis [150], a first
cryogenic system for operation of a Michelson-Sagnac interferometer
at low temperatures has been set up at the Albert-Einstein Institute
(AEI). The system is a custom made, closed cycle 4He cryocooler by
Jannis Research [151]. It uses a two-staged Gifford-McMahon [152–
154] thermodynamic cycle [144, 155, 156]. By controlled compression
and expansion of an ideal gas (here, helium), a base temperature of
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6 K is achieved. A review about the state of art cryocoolers is given in
[157]. Their principle of operation can be understood when recalling
the ideal gas law
pV = nRT , (6.4)
where p is the pressure, V is the volume, n is the amount of substance,
T is the temperature and R the universal gas constant. Equation (6.4),
which can be used to understand individual steps of the cryocooler’s
thermodynamic cycle.
6.3.1 Thermodynamic cycle
This section outlines the working principle of the Gifford-McMahon
cryocooler and its thermodynamic cycle. The system is composed of a
closed volume (cold head) and a motorized displacer unit, which sep-
arates the volume into two parts (which will be referred to as cool and
warm side of the volume). The displacer is tight, such that gas can
only be exchanged via the so-called regenerator in the displacer. More-
over, the warm side can be selectively connected to a high pressure
reservoir of gaseous helium at 200 bar (P2) or atmospheric pressure
(P1). A schematic of the cold head is depicted in Fig. 6.1 a). GM
cryocoolers are simple, cost efficient devices with a high reliability,
as there are few, slow moving parts at room temperature. Generally
they are cheaper than pulse type cryocoolers, but exhibit a higher vi-
bration level due to the moving mechanical displacer unit. Vibrations
caused by the expansion and compression of the gas inside are present
in both types, however.
The system undergoes a thermodynamic cycle which can be split into
four consecutive steps c) - f) , which will be described briefly in the
following and are depicted in Fig 6.1.
c) The displacer is on the left side of the cold head, the high pressure
valve is opened. Gas streams into the volume and is stored on the
right (warm) side of the cold head. The pressure is increased from
P1 to P2 at constant volume, such that according to Eq. (6.4) the
temperature of the gas must increase. The water cooling of the
compressor is used to cool the gas.
d) With the high pressure valve opened, the displacer is moved to the
right side. The working volume (on the left, cool side) is max-









































Figure 6.1: a) The cold head. A motorised displacer contains the regenerator,
through which gas can flow from the left-sided volume to the right. Two valves
allow for high or atmospheric pressure inside the cold head volume. b) pressure-
volume plane and Gifford-McMahon cycle. c) - e) represent different situations in
the cycle.
remains constantly high during this step. When the gas passes
through the regenerator, a part of its heat energy is stored in the
regenerator.
e) Now, the high pressure valve is closed and the low pressure valve
is opened. The gas on the left side is cooled, because the pressure
drops at constant volume, such that its temperature is further de-
creased. A part of the gas flows through the regenerator in reverse
direction and extracts some heat energy out of the regenerator, the
regenerator is slightly cooled.
f) With the same, low-pressure valve opened, the displacer is now
moved back to the left side, minimizing the working volume. More
exhaust gas is flowing through the regenerator, taking some heat
energy out of the latter. The cycle is in the initial state and can
start over again from state c). The entire cycle repeats with a
frequency of 1 Hz.
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P dV = V(P2 − P1) , (6.5)
where P2 and P1 are high and low pressures and V is the working
volume inside the cold head.
6.3.2 Cryocooler components
This section briefly outlines all components required to operate the
cryocooler. A schematic of the setup is shown in Fig. 6.2.
Cold head As described, the cold head consists of a motorized dis-
placer unit with integrated regenerator. An inlet and an outlet
valve connect the room temperature side of the cold head with
the compressor unit.
Vibration isolation stage Cold head and vacuum stage are connected
via a passive isolation stage of rubber bellows as depicted in
Fig. 6.2. Internal heat links are flexible, such that no rigid
connection is required to establish a thermal contact between
the cold stages and the sample stage. During operation, the
cold head is fixed rigidly to a massive superstructure of Item
profiles with no connection to the optical table. To open the
vacuum chamber, the cold head and vacuum stage are fixed
with steel spacers, and the connection to the superstructure is
released. Thus lifting the cryocooler by means of a crane is
possible. A similar vibration isolation has been developed for
CLIO, a precursor of KAGRA [160].
Exchange gas Purified helium 4.6 (purity > 99.996%) was used as
exchange gas. To avoid contamination of the system, the cold
head had to be evacuated to 10−2 mbar before inlet of the he-
lium.
Regenerator The regenerator consists of a porous or granular mate-
rial with small flow resistance and ideally no thermal conductiv-
ity in flow direction. Lead was formerly used, but modern re-
generators use lanthanide materials like Er3Ni or HoCu2, which
are well suited due to their high heat capacity [161].
Compressor unit A compressor unit was used to recycle the exhaust,









6.4 Interferometer prototype for cryogenic environment
HC-4E1 from Sumitomo. It also filtered the helium gas to elim-
inate residual oil. The compressor itself required water cooling
to avoid overheating.
Heat shield A metallic shield protects the inner part of the vacuum
chamber from heat radiation of the ’hot’ outside walls. It con-
tains two small holes to allow the laser light to reach the centre
of the chamber. The shield is connected to the first cold stage at
60 K, such that before the interferometer is brought in thermal
contact with the cold finger residual gas will condensate on the
heat shield, instead of the interferometer optics.
Vacuum system To provide the required vacuum level, a combination
of three pumps was used. A Variant TriScroll 300 scroll pump
provided pre vacuum of 10−2 mbar to operate a second, turbo
molecular pump. This unit was a Pfeiffer Vacuum HiPace 300,
providing a pressure of 10−5 mbar due to the limited cross sec-
tion of the only available conncection to the vacuum chamber.
An ion getter pump was used to keep the vacuum level with the
mechanical pumps switched off to avoid vibrations. The pres-
sure inside of the vacuum tank was monitored with a combined
Penning/ Pirani gauge PTR 90 from Oerlikon Leybold.
Temperature controller When started, the cryocooler begins to cool
down the low temperature side of the cold head, until the min-
imal base temperature is reached. The temperature of the cold
finger is measured with a calibrated silicon diode attached to
the sample holder and can be displayed or stabilised to a de-
sired working temperature. The controller unit is a Model 335,
manufactured by Lake Shore Cryogenics Inc. An integrated PID
feedback control loop contacts the cold finger thermally to room
temperature, if necessary, and thereby actuates the temperature.
6.4 Interferometer prototype for cryogenic
environment
The design of the prototype interferometer for operation at cryogenic
temperatures was based on the experience with the initial experiment.
A compact and stable configuration was desired. It was decided not
only to cool the membrane, but the entire interferometer, including
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Vacuum chamber
10    mbar Ion getter pump
















Figure 6.2: Schematic of the cryogenic system. A compressor is used to recycle
the exhaust helium from the cold head. The motor and cold head are separated
against the lower (vacuum stage) by a rubber isolation and fixed to an external
superstructure of item profiles. The heat shield is depicted as dashed black line.
The cold plate is depicted gold. A combination of scroll, turbo pump and ion getter
pump provides the necessary vacuum level, which was measured with a combined
Pirani/Penning gauge.
all optics and the interferometer baseplate in order to eliminate heat
radiation from close-by components to the membrane. Such effect has
shown to limit the achievable base temperature in other experiments,
for example in [130]. The heat transfer rate per unit area Q̇/A caused
by heat radiation of a nearby component of area A1 can be calculated







2 ) , (6.6)
where T1 and T2 are the temperatures the two surfaces and F12 is a
configuration factor relating the two surfaces. ǫ1 is the emissivity of
surface 1 (ǫ = 1 is a perfectly reflective surface, ǫ = 0 corresponds to a
perfect black-body radiator) and σ is the Stefan-Boltzmann constant.
If geometrical aspects shall be left out, it becomes clear from equation
(6.6) that, if possible, all components should be cooled, such that no
or little net heat flow is present.


















Figure 6.3: CAD design of the low-temperature Michelson-Sagnac interferometer
prototype. The interferometer baseplate is a 5 cm thick plate of de-oxidized copper,
with 12 cm diameter. The steering mirrors are mounted in Siskyou top adjustable
flexure mounts. The central beam splitter is rigidly mounted into a custom holder
and has a diameter of 2.54 cm.
upside down to the cold-plate of the cryocooler. Copper was chosen
as baseplate material due to its good thermal conductivity.
6.4.1 Membrane alignment and positioning
Positioning and aligning the membrane is crucial. Three essential re-
quirements were to be met. First, the membrane had to be replaceable
(as in all experiments). Moreover, the membrane holder must allow
for fine alignment of the membrane in order to overlap Sagnac and
Michelson mode of the interferometer and, third, it had be possible
to shift the membrane along the beam path to ’scan’ an interferome-
ter fringe. Since standard piezo ceramic transducers are not specified
for operation at low temperatures, it was decided to use a stack of
three Attocube positioners. The lowest positioner in this stack is a
linear stepper/ scanning stage ANPx101. A rotation stage ANR101
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ANPx101 linear stepper / scanner
ANR 101 rotation stage




Figure 6.4: Left: Attocube positioner stack. Right: The membrane is glued on a
copper holder, which is connected to the cryocooler cold plate by copper wires.
Two remote controllable Attocube positioners allow for adjusting the orientation
of the membrane in pitch and yaw. A third linear stage below allows to scan and
step the membrane along the direction of the beam.
is mounted on top, allowing for rotation in the plane of the interfer-
ometer baseplate (yaw) and, finally, another rotation stage ANRv51
allowed for pitch alignment. The two rotation stages are depicted in
Fig. 6.4. The positioner specifications are given in Table 6.1.
The use of piezo actuators between the interferometer baseplate and
the membrane was expected to provide poor thermal conductivity and
reduced thermal contact between the interferometer baseplate and
the membrane. The best cooling was expected for a direct connection
from the membrane to the cold plate. Thus, the membrane was finally
mounted on a small holder made of copper, which was connected to
the cold stage directly by several copper wires. The mount contained
a cone-shaped drilling on the back side to avoid beam clipping.
The Attocube positioners were found to introduce a significant noise
level because of the noise in the applied high-voltage. Without elec-
tronic low-pass filtering, the output spectra were spoiled by the po-
sitioner noise. The controller unit ANC300 provides two integrated
low-pass filters with corner frequencies of 16 Hz and 160 Hz respec-
tively, which provided a sufficient noise suppression and thus had to be









6.4 Interferometer prototype for cryogenic environment
Table 6.1: Attocube remote positioner data for membrane alignment and position-
ing at cryogenic temperatures [162]
ANPx101 ANR101 ANRv51
linear rotation rotation
travel range 5 mm 360◦ 360◦
min. step size @ 300 K 50 nm 1 m◦ 1 m◦
min. step size @ 4 K 10 nm 0.5 m◦ 0.5 m◦
scanning range @ 300 K 6 5 µm 6 70m◦ 6 40m◦
scanning range @ 4 K 6 0.8 µm 6 14m◦ 6 6m◦
resolution sub- nm µ◦ µ◦
load capacity 100 g 100 g 30 g
6.4.2 The optical setup
SiN membranes were investigated for their optical absorption at dif-
ferent laser wavelengths in [163]. It was found that the minimal heat
entry to the membrane was achieved at a laser wavelength of 1550 nm.
As heat entry to the membrane was to be minimised, it was decided to
operate the experiment at this optical wavelength. The laser system
of choice was a Koheras Boostik E-15 manufactured by NKT Pho-
tonics. It consisted of a 50 mW fibre laser, which was used as seed
laser for a 5 W amplifier stage. Within a supervised masters thesis,
the RIN level of this laser was measured to be 2.5 · 10−6 for the rel-
evant frequency (f < 1 MHz), compare Fig. 6.5. [150]. This was
found in good agreement with the manufacturer specifications, and
about one order of magnitude worse than typical NPRO lasers. Here,
the same intensity stabilisation scheme was set up, providing 15 dB
noise suppression at 100 kHz (compare Fig. 6.5). The laser relaxation
oscillation at 330 kHz could be suppressed by an internal noise eater
function, which was already included in the laser source. The laser
light was emitted from a combined fibre collimator with an internal
Faraday optical isolator. An additional Faraday isolator was used on
the optical table to provide an even higher extinction rate in back-
ward direction. After transmission through an EOM for modulation
and the active power stabilisation stage (see Section 4.3.4), the laser
light was spatially filtered by a ring mode cleaner cavity and now
available for injection into the interferometer.
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Figure 6.5: Left: Relative intensity noise measurement of the 1550 nm laser system.
The RIN level at 100 kHz was found to be 2.0 · 10−61/
√
Hz. For ≈ 10 A amplifier
current, the laser relaxation oscillation was found at 330 kHz and could be sup-
pressed by an internal noise eater. Right: performance of the laser stabilisation.
The RIN level is suppressed by a factor of about 5.6.
6.4.3 Interferometer installation procedure
Because of the cryocooler layout, in which the interferometer is hang-
ing upside down in the closed vacuum chamber, the interferometer
could not be aligned in the cryocooler. The alignment of both, Sagnac
and Michelson mode is already difficult when IR-Cameras provide vi-
sion and optical sensor cards can be used to follow the various beam
paths within the interferometer. Aligning the combined interferome-
ter as ’black-box’ is not possible. Thus, another installation procedure
was chosen.
First, the distance between the last steering mirror (or any other point
of reference along the beam path) was determined by the CAD con-
struction of the interferometer and the lengths specifications of the
cryo chamber and an auxiliary optical path of the same length was
established outside of the tank. A flip mirror was used to switch
between a position for the interferometer in- or outside of the cry-
ocooler. The interferometer was then assembled and aligned on the
optical table following the procedure given in Section 4.4.4, using the
auxiliary beam. The outside alignment of the interferometer was com-
plete when an interference contrast of C = 97% was established, and
the beam reflected by the interferometer was transmitted through the
initial mode cleaner cavity.
In this situation, the interferometer could be treated as a ’black-box’,






























Figure 6.6: Installation procedure of the interferometer into the cryo chamber and
cold plate. First, the Sagnac interferometer is aligned on the optical table. In
a second step, the membrane is installed and aligned. When both, Sagnac and
Michelson mode are overlapped on the beam splitter with sufficient interference
contrast, the entire interferometer is installed upside down and attached directly
to the cryocooler cold plate. A thermal contact between the membrane holder
and the cold plate is established by thin, insulated copper wires. When attached,
the cryo head (including cold plate and interferometer) is lowered (closed) and the
optical input beam is aligned to the interferometer by a set of external mirrors.
Note that in this figure, the interferometer has to be rotated by 180 degree to
account for the viewports. The heat shield encased the installed interferometer,
but is not shown here for simplicity.
it could be installed into the cryocooler, assuming that the internal
alignment remains stable. In case of the interferometer installed to
the cryo chamber, a reduced interference contrast can thus only be
caused by the wrong input mode, which could be corrected by a set
of two steering mirrors close the optical viewports.
Next, the cryo chamber was opened and the interferometer could be
installed upside down to the cryocooler’s cold-finger. Cables for con-
nection of the piezo positioners were guided through drillings in the in-
terferometer baseplate. Thin copper wires were clamped to the mem-
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a) b)
c)d)














Figure 6.7: Photos of the realised cryocooler setup. a) Crycooler, Item superstruc-
ture, temperature and Attocube controller units (left). b) Cold head and connection
to the Item structure. Helium inlet and evacuation hose for the cold head are at-
tached. c) Lower part of the cryocooler: Vaccum chamber with view ports, rubber
Viton isolation and vacuum hoses for the high vacuum chamber. d) Interferometer
during external alignment process (without membrane holder installed).
brane holder in order to improve heat exchange between membrane
and cold plate. After isolating the copper wires with thin Teflon tape,
the cryocooler radiation shield was attached and the cryo chamber was
closed by lowering the cryocooler. The Teflon was used to bundle the
copper wires, avoiding contact to other surfaces (and thereby reducing
the heat transfer) and also allowing to prevent the wires from hanging



























































Figure 6.8: Cool-down of the system with interferometer installed. The temper-
ature is measured at the cryocooler cold finger via a calibrated, temperature de-
pendent electrical resistance. The pressure within the system is decreasing for
gas molecules freeze out on the cold surfaces of, for example, the heat shield. A
temperature below 10 K is measured after 360 minutes.
6.5 Results
This section describes the effect of low temperatures on the interfer-
ometer sensitivity and the membrane and presents obtained data for
an interferometer operation below 10 K.
Cooling performance
In a first cool down sequence with the interferometer mounted below
the cold plate, the cold finger temperature and the pressure within
the cryogenic system were measured. The measurement is depicted
in Fig. 6.8. Although the compressor immediately starts working
when switched on, the temperature just drops slowly. According to
the manufacturer specifications, a base temperature of 8 K should be
reached after 1.5 hours of operation. The difference in cool down time
was attributed to the fact that the massive interferometer base plate
had to be cooled. During the cool-down, all pumps except the ion
getter pump were kept running, and the valves to the cryo chamber
were opened.
After the cryocooler reached the base temperature, the compressor
unit was switched off and the cold-finger temperature as well as the
pressure within the system were monitored. The ion getter pump was
switched on before the measurement, and the high vacuum valve to
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Figure 6.9: Switching off the compressor of the cryocooler results in a slow increase
of cold-finger temperature. The pressure inside the vacuum chamber shortly in-
creases, but then stabilises on a sufficiently low level to operate the experiment.
the TMP and scroll pump was close, only the evacuation valve to the
sample chamber was remained open.
After 14 minutes, the compressor was started again. The tempera-
ture immediately started to drop, reaching 7 K after about 5 minutes.
The measurement indicates that the temperature increase is rather
fast without the compressor running. Averaging the output spectra
was thus not possible at minimal temperature, because the mechanical
resonance frequencies shifted by more than the mechanical linewidth
during two consecutive measurements of the output spectrum (com-
pare Sec. 6.5.2).
6.5.1 Cryogenic interferometer performance
During the cool process, the membrane position was continuously
scanned to observe the interferometer contrast, piezo travel range and
optical output mode. All positioners were found to be operational at
8 K. The interferometer fringe with the maximal amplitude of the
applied high voltage (U = 150 V) contained two dark-fringes, corre-
sponding to a maximal scanning range of 400 nm, which is within the
manufacturer specifications for the ANPx101 under load and at low
temperatures.
The interferometer contrast was found to be severely reduced from
97% to about 70% within the first 20− 40 K below room tempera-


















































Figure 6.10: Schematic of the cryogenic experiment. The laser light is spatially
filtered by a mode cleaner cavity. A fraction of the laser light is picked up on an
auxiliary photo detector in reflection of a polarising beam splitter. The residual
laser is incident onto the interferometer, which is installed into the cryocooler. The
AC filtered output of the two photo detectors is subtracted electronically and fed
into a spectrum analyser.
20 K. Both, the reduced interferometeric contrast and the high tech-
nical laser noise resulted in a laser noise dominated output spectrum.
Thus, a readout with a single photodetector in the output port of
the interferometer was unable to resolve the thermally excited reso-
nances of the membrane. Therefore, the setup was extended to cancel
the laser noise in the readout with an auxiliary photo detector. This
detector was positioned in front of the interferometer and picked up
a fraction of the input laser light. The detectors electronic transfer
functions were adjusted to the match, and both were operated with
the same mean beam power. The two AC outputs could be subtracted
and therefore cancelled the correlated laser noise. The thermal signal
was generated inside the interferometer, and thus was not subtracted.
The setup used is depicted in Fig. 6.10.
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Figure 6.11: Resonance frequencies of the (1,1) and the (1,2) oscillation mode
during cool down. Both modes experience a frequency decrease of about 10% of
their initial resonance frequency.
6.5.2 Influence of low temperatures on the membrane
Cryogenic temperatures also affected the SiN membrane mechanical
resonance frequencies. Figure 6.11 depicts the measured resonance
frequencies for the (1,1) and (1,2) mode of a low-stress membrane
during the cool down process. The resonances frequencies were found
to decrease to about 90% of their initial values, indicating a reduc-
tion of internal stress (compare Sec. 3.4.2). A direct measurement
of the membrane temperature was impossible as no temperature sen-
sor could be attached to the fragile membrane. It could be assumed
that the membrane resonance frequencies are stable in case of thermal
equilibrium with the membrane environment.
The membrane mechanical quality factor was determined for both,
cryogenic and close-to room temperature (T = 260 K) environment
by ring-down measurements. As already reported in [77], the quality
factor increased by about one order of magnitude, Q300 K = 5.2 · 105
and Q8 K = 6.8 · 106 for temperatures below 20 K. Our observation
is different from [77], where the Q factor increased rapidly for tem-
peratures below 8 K, such that it might be attributed to a different
mechanism, which might be related to the method of fixing the mem-
brane frame. Figure 6.12 shows a comparison of the exponential decay
of the oscillation amplitude after sudden stop of the excitation.
Calibrated interferometer output spectra were obtained at tempera-
tures T = 260 K, 20 K and at 8 K, respectively, and are shown in Fig.


















































Figure 6.12: Ring-down measurements of a low-stress, clamped silicon nitride mem-
brane at 260 K (grey circles) and at T = 8 K (green circles). An exponential fit is
depicted on the lower, semi-logarithmic graph. Note that the two measurements
had a slightly different relative dark-noise level (such that green does not approach
the same zero), such that the last seconds were not used for the fit.
a reduced contrast at low temperatures as discussed in the next sec-




The spectra for low temperatures were obtained without running com-
pressor unit. This was due to high vibrations of the compressor, which
were transferred to the experiment via the vacuum connections (as
these were fixed on the outer item profiles, and thereby transferred
the motion of the motor indirectly. Because of the narrow mechanical
linewidth (high mechanical quality factor), the spectra could not be
averaged, as the temperature immediately started to increase steadily
when the compressor was switched off. This also caused the resonance
frequency to shift by more then the mechanical linewidth per second.
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Figure 6.13: Displacement noise linear spectral densities for the interferometer
operated at a) T = 260 K. The temperature was inferred from the calibrated
output spectrum. The orange trace depicts the sum of technical, thermal (red) and
electronic dark noise. b) Calibrated output spectrum for T = 20 K. The quality
factor was measured to Q20K = 6.5 · 10
6. The spectrum is limited by technical
laser noise, which is at a higher level due to the reduced contrast of C ≈ 20%.
c) Spectrum for T = 8 K. The thermal noise is plotted as dark red line. For a
comparison, the expected thermal noise at 260 K is depicted as red dashed trace.















Figure 6.14: a) CCD picture of the interferometer output mode with intentional
misalignment of the membrane (inverted colors). A bright central spot is observed,
originating from a misalignment of the Sagnac interferometer. b) Intentional mis-
alignment of the membrane to separate Michelson- and Sagnac modes.
6.5.3 Identified problems
The cool-down process caused misalignment of the steering mirrors,
which resulted in non-ideal destructive interference of the Sagnac
mode at the interferometer output port. This was verified by manu-
ally misaligning the membrane to separate the Michelson and Sagnac
modes. For a balanced beam splitter and ideal alignment, the Sagnac
amplitude should be vanishing, and only two spots, corresponding to
the reflection on each membrane side were expected. The interferom-
eter output mode was analysed with a CCD camera and the result is
depicted in Fig. 6.14. The non-vanishing electric field in the central
(Sagnac) mode cannot be compensated by the Michelson modes, as
can be seen from the output power in the respective individual modes.
The Michelson modes are still present (here, intentionally misaligned).
The signal-to-noise ratio is reduced, however. The misalignment oc-
curred within the first 30 K below room temperature.
The contrast constantly degraded from 97% at room temperature to
about 70% at 260 K, and was reduced to about 20% at temperatures
as low as 20 K. As a result, technical laser noise coupled into the
measurement and dominated the output power spectrum at the rel-
evant frequencies. The Sagnac interferometer could not be realigned
without a complete disassembly of the system. Moreover, the mis-
alignment was found to be irreversible by heating up the system to
room temperature again.
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6.5.4 Next steps
To increase the interferometer sensitivity, a list of possible improve-
ments could be derived. First, the reduction technical laser noise in
the read out is the major priority. The cryogenic experiment high-
lighted the necessity for a remote control of the interferometer key
components, namely the steering mirrors. Currently, the steering mir-
ror mounts are exchanged for additional Attocube positioners. Full
remote control is expected to provide an interferometer contrast of
C > 99% at low temperatures, as it has been demonstrated for the
Michelson-Sagnac with signal-recycling already. Moreover, a new seed
laser model with significantly reduced RIN level of 10−7/
√
Hz was or-
dered and is currently being installed.
Second, the isolation stage between cold head and experimental stage
may not be ’shortened’ with the flexible hoses for the vacuum system.
Those were fixed at the item superstructure, which also supported the
cold head with a rigid connection. This is a clear weakness, which can
be eliminated by a separating the cold head and hoses support. A
better isolation should allow for running the compressor while taking
(and averaging) output spectra, providing a clearer measurement of
the oscillator displacement spectrum.
Beside these technical improvements, the experiment is planned to op-
erate with injection of a squeezed vacuum state into the interferometer
output. Within a masters thesis, a squeezed light source is currently
being set up and is expected to provide a reduced shot noise level of
6 − 10 dB. Thereby, the relative shot noise level can be decreased.
At the same time, injection of a squeezed vacuum state is compatible
with signal-recycling [94], such that both can be used to enhance the
displacement sensitivity.
6.6 Chapter summary
The last chapter contains provides an overview about the installa-
tion and operation of a Michelson-Sagnac at cryogenic temperatures.
For this purpose, the first cryogenic system at the Albert-Einstein
Institute was set up from scratch. The utilised Gifford-McMahon
cryocooler was presented and its working principle was explained.
An interferometer prototype for operation at cryogenic temperatures
was designed and tested. An oscillator temperature of T = 8 K was










sults highlighted the need for remote control of the steering mirrors
in order to maintain a high interferometer contrast. The result is
promising, as remote access to the alignment can easily be enabled
by low-temperature specified piezo positioners, which were already
used for alignment of the membrane. The situation is then similar
to the alignment at room temperature and under vacuum conditions.
For this situation, the interferometer contrast of > 99% was already












In the framework of this thesis, a signal-recycled Michelson-Sagnac
interferometer was realised and investigated. The interferometer in-
corporated a translucent silicon nitride membrane, which acted as
high-quality, micro-mechanical oscillator and common end-mirror in
a Sagnac interferometer, giving rise to a combined Michelson-Sagnac
interferometer. A small interferometer arm length of about 7.5 cm di-
minished the influence of angular misalignment of the interferometer
optical components. Moreover, these components were mounted in
remote controllable positioners. Thereby, an interference contrast as
high as 99.7% was achieved in high-vacuum (p 6 10−6 mbar). Hence,
technical power fluctuations of the laser light were suppressed to a
high degree in the interferometer readout port. To eliminate remain-
ing laser noise, a high-speed laser intensity stabilisation was set up and
a balanced homodyne readout scheme was established. A shot noise
limited displacement sensitivity of 1.9 · 10−16 m/
√
Hz for frequencies
from 60 kHz up to 25 MHz was achieved.
The high interferometer contrast in particular allowed the interfer-
ometer to be operated as a compound mirror in an effective cavity,
established by a high-reflective signal-recycling mirror in the interfer-
ometer output port. An analytical model for the recycled interfer-
ometer sensitivity in the presence of cavity internal optical losses is
given. This is of importance for signal-recycling mirror transmissiv-
ities that are close to, or below, the intrinsic optical loss within the
cavity. In the latter case, the signal-recycling gain falls below unity,
and the displacement sensitivity is reduced. This situation occurred
in the experiments when a recycling mirror with a power reflectivity of
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Rsr = 99.97% was installed. The high power reflectivity is required in
order to achieve a strong dissipative opto-mechanical coupling, as de-
scribed in [53]. A model for the resulting complex optical spring in the
case of close-to dark-fringe operation of the interferometer has been
developed in close collaboration with the theoretical quantum optics
group [140], and its implications are discussed. In particular, the op-
tical spring depends on both the signal-recycling cavity detuning and
the interferometer offset from the dark-fringe. This dependence gives
rise to anomalous, opto-mechanical back-action effects, such as a con-
ditional instability and cooling on signal-recycling cavity resonance.
The former was observed in the experiment, confirming the theoret-
ical model. In addition, the predicted optical damping was verified
qualitatively in the experiment by inferring a reduced effective quality
factor of the oscillator for different optical input powers. For an opti-
cal input power of 200 mW, the mechanical quality factor was reduced
by more than two orders of magnitude, yielding Qeff = 1730, limited
by a 1% optical loss within the interferometer.
In a second experiment, a full Michelson-Sagnac interferometer was
cooled to cryogenic temperatures. Therefore, a Gifford-McMahon
type cryocooler was set up, and an interferometer prototype for oper-
ation at temperatures close to absolute zero was realised. The exper-
iment was carried out at a laser wavelength of 1550 nm to minimise
optical absorption. The analysis of calibrated interferometer output
spectra demonstrated a reduction of the oscillator temperature from
T = 300 K down to 8 K, reducing the associated displacement thermal
noise around the fundamental mechanical resonance by more than one
order of magnitude.
In conclusion, a signal-recycled Michelson-Sagnac interferometer was
established as a novel opto-mechanical topology. It allows the study
of dissipative opto-mechanical coupling and associated optical cooling
in the unresolved side band regime. The theoretical model for the
complex optical spring was confirmed in the experiment by observing
a predicted conditional instability, as well as the anticipated optical
damping. Moreover, the achievement of cryogenic oscillator temper-
atures resolves the restriction to conduct the experiments at room
temperature, and hence marks a major step towards the regime of an












8.1 Finesse Simulation File
To calculate the interferometer output field and the shot noise limited
sensitivity of the Michelson-Sagnac interferometer, a Finesse (version
0.998) [120] script was used. For more information about this open
source software, the reader is kindly refered to [118].
# ========== Laser modulation
const fMi 100k
const demod 12.14M
l l1 0.05 0 nin
mod eom1 $fMi 0.17 2 pm 0 nin n1
In this part of the code, the laser input and modulation via a first
EOM are defined.
# ========== Michelson-Sagnac Interferometer
const uloss 0.002
#const uloss 0
bs msbs 0.5 0.5 0 45 n1 n2 n3 n4
s airgaparm1 0.0375 n2 n5
bs1 ul1 0 $uloss 0 45 n5 nMem1 dump dump
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m mMembran 0.17 0.83 135 nMem1 nMem2
fsig sig1 mMembran 1 0
bs1 ul2 0 $uloss 0 45 nMem2 n9 dump dump
s airgaparm2 0.0375 n9 n3
The simulation is either done with or without loss being considered.
Then the central beam splitter is defined, as well as the interferome-
ter arm lengths. The steering mirrors to fold both arms are defined
as beam splitters here, for mirrors only having two optical ports in
Finesse and are usually considered under normal incidence.
# ========== Signal recycling mirror
const delta 0.99970
s airgapsr 0.012 n4 n13
m2 mSR $delta 0 102.175 n13 n14 # Rsr = 99.97 % Tuned
s airgapst2 0.01 n14 n15
Straight forward, the distance from the central beam splitter to the
recycling mirror as well as the signal recycling mirror are defined.
Some tuning is necesseray to calculate the resonant case (or a detuned
one). The detuning depends on the mirror reflectivity.
# ========== Propagation loss to detector
bs2 verlustbs 0.64 0 0 45 n15 ndump n16 ndump
A beam splitter is placed between the homodyne detector to pick up
light. In the experiment, this pickup provided the error signal to
keep the signal recycling cavity resonant. Changing the achieveable
displacement sensitivity due to its power reflectivity, it has to be con-
sidered in the simulation file. The same argument also applies for the










8.1 Finesse Simulation File
# ========== Power recycling mirror
#const delta 0.99
#s airgappr 0.01 npr2 n1
#m2 mPR $delta 0 0 npr1 npr2
A power recycling mirror can be added to the simulation. It was not
used in the experiment, however, such that it was left unconsidered
here as well.
# ========== Read out 2 (Homodyne)
pd out n16
qshot qnoise 2 $fMi max 1 max n16
noplot qnoise
set qn1p qnoise re
func qn2p = sqrt($qn1p*6.6262E-34*299792458.0 / 1064E-9)
noplot qn2p
pd2 pdmisa $fMi max 1 max n16
noplot pdmisa
set tr1p pdmisa abs
func tr2p = 2*3.141 / 1064.0E-9* $tr1p
noplot tr2p
#yaxis lin abs
xaxis sig1 f log 10 1000M 3000
put pdmisa f2 $x1




set xlabel ’Membrane detuning (rad)’
set ylabel ’P_{out}/P_{in}’
plot "misasr2012.out" u ($1):($2) notitle
END




A Matlab file allows to calculate the optical spring in the signal-
recycled Michelson-Sagnac interferometer [164]. Note that the script
assumes the interferometer to be tuned close to dark-fringe, also, the
















T_m = sqrt(1 - R_m^2);
R_sr_power = 99.97;
R_sr = sqrt(R_sr_power/100);
T_sr = sqrt(1 - R_sr^2);
delta_bs_percent = 0.1;
delta_bs = delta_bs_percent/100;
R_bs = sqrt(0.5 - delta_bs/2);






















gamma = gamma_s + gamma_m;
delta_m = -c*R_m*T_m*(k0*ksi/2)^2/L_sr0;
y = 0;
for delta = -10*gamma:0.001*gamma:10*gamma
y = y + 1;
delta_s = delta - delta_m;



















fid = fopen(filename1, ’w’);
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[39] M. Aspelmeyer, S. Gröblacher, K. Hammerer and N. Kiesel, Quan-
tum optomechanics - throwing a glance, J. Opt. Soc. Am. B 27, A189
(2010). 4
[40] F. Marquardt and S. M. Girvin, Optomechanics, Physics 2, 40 (2009).
4
[41] P. Meystre, A short walk through quantum optomechanics, Annalen
der Physik 525, 215 (2013). 4
[42] Y. Chen, Macroscopic quantum mechanics: theory and experimental
concepts of optomechanics, Journal of Physics B: Atomic, Molecular
and Optical Physics 46, 104001 (2013).
[43] M. Aspelmeyer, T. J. Kippenberg and F. Marquardt, Cavity Optome-
chanics, ArXiv e-prints (2013). 4
[44] T. Corbitt, Y. Chen, E. Innerhofer, H. Müller-Ebhardt, D. Ottaway, H.
Rehbein, D. Sigg, S. Whitcomb, C. Wipf and N. Mavalvala, An All-
Optical Trap for a Gram-Scale Mirror, Phys. Rev. Lett. 98, 150802
(2007). 4, 92
[45] D. G. Blair, E. N. Ivanov, M. E. Tobar, P. J. Turner, F. van Kann and
I. S. Heng, High Sensitivity Gravitational Wave Antenna with Para-
metric Transducer Readout, Phys. Rev. Lett. 74, 1908 (1995). 4
[46] P. F. Cohadon, A. Heidmann and M. Pinard, Cooling of a Mirror by
Radiation Pressure, Phys. Rev. Lett. 83, 3174 (1999). 4
[47] I. Wilson-Rae, N. Nooshi, W. Zwerger and T. J. Kippenberg, Theory
of Ground State Cooling of a Mechanical Oscillator Using Dynamical
Backaction, Phys. Rev. Lett. 99, 093901 (2007). 4
[48] F. Marquardt, A. A. Clerk and S. M. Girvin, Quantum theory of op-
tomechanical cooling, Journal of Modern Optics 55, 3329 (2008). 4
[49] J. Chan, T. P. M. Alegre, A. H. Safavi-Naeini, J. T. Hill, A. Krause,
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